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SECTION  I 


INTRODUCTION  AND  SUMMARY 

Thi  purpose  of  this  program  was  to  study  electronic  methods  of  detecting  fringes 
from  a  Micheison  stellar  interferometer  and  to  relate  these  measurements  to  the 
characteristics  of  the  source  of  illumination.  The  project  objectives  included:  (1)  the 
establishment  of  the  feasibility  of  an  electronic  fringe  detector.  (2)  the  design,  con¬ 
struction,  operation,  and  testing  of  a  prototype,  (3)  the  determination  of  the  best  method 
for  optimizing  the  fringe  detector  output,  (4)  the  evaluation  of  atmosphe  rio  noise  inputs, 
and  (5)  the  evaluation  of  the  use  of  the  interferometer  to  analyze  pie-8'\aped  sources. 

The  specific  type  of  Micheison  stehar  interferometer  studied  is  called  a  Fizeau 
interferometer  and  consists  of  two  apertures  that  produce  a  fringe  paA  era  when 
illuminated  by  an  incoherent  source  in  the  far  field  of  that  source.  The  fringe  contrast 
can  be  directly  related  to  the  shape  of  the  source  and  its  distance  from  the  detector  by 
the  vt_n  Cittert-Zernike1  prediction  of  the  mutual  coherence  function.  This  prediction 
holds  only  in  the  far  field  of  the  source. 

Photographic  and  visual  measurements  of  fringe  contrast  fail  when  the  fringes 
vibrate  because  of  image  motion  or  atmospheric  turbulence.  Electronic  fringe-contrast 
measurements  are  superior  to  visual  and  photographic  measurements  because  the 
noise  produced  by  fringe  motion  and  other  noise  sources  can  be  electrically  filtered 
out  of  the  signal.  These  electronic  fringe-contrast  measurements  are  accomplished 
by  converting  the  intensity  versus  position  relation  of  the  fringe  field  to  a  voltage  versus 
time  relation  through  the  use  of  a  grating  of  the  same  frequency  as  the  fringes  which 
moves  relative  to  the  fringes.  The  transmission  of  the  grating  is  monitored  by  a  photo¬ 
tube  that  yields  the  desired  voltage  versus  time  signal. 

For  symmetric  source  distributions,  the  fringe  contrast  will  vanish  for  particular 
separations  of  the  input  apertures.  The  usual  determination  of  the  angular  source 
size  relies  on  determining  the  zero  contrast  separation  by  visual  examination  of  the 
fringe  field.  With  electronic  detection,  this  zero  point  must  be  determined  by  extrap¬ 
olation  since  it  represents  a  point  of  zero  signal  level.  We  have  demonstrated  this 
capability,  and  we  have  shown  that  the  angular  source  can  be  predicted  from  a  single 
measurement  of  the  contrast  function  with  an  accuracy  limited  only  by  the  available 
energy.  This  requires,  of  course,  that  the  geometrical  configuration  and  orientation 
of  the  source  be  known  so  that  the  general  form  of  the  coherence  function  can  be 
predicted. 

For  this  purpose  a  study  was  made  of  the  mutual  coherence  function  that  will  exitt 
in  the  far  field  of  a  pie-shaped  ir'  oherent  source.  This  was  done  for  selected  axes  by 
a  computer  study  and  further  verified  experimentally  by  obtaining  the  optical  Fourier 
transform  of  a  pie-shaped  source  from  which  a  full  two-dimensional  mapping  of  the 
coherence  function  could  be  deduced.  The  results  show  that  high  contrast  levels  can 
be  expected  only  over  small  aperture  separations  and  only  along  specific  axes.  This 
means  that  a  relatively  brighter  pie-ohaped  source  will  be  needed  to  achieve  the 
accuracy  represented  by  the  axially  symmetric  sources  studied  under  this  program. 


The  electronic  fringe  detector  operated  well  and  its  performance  was  in  excellent 
agreement  with  the  limitations  predicted  from  energy  and  noise  considerations.  Its 
design  necessarily  involves  some  compromises,  since  an  optimum  device  would  have 
involved  a  level  of  effort  incommensurate  with  the  objectives  of  this  contract.  However, 
the  operating  characteristics  of  an  improved  device  can  be  predicted  from  the  same 
type  of  analysis  which  was  successfully  used  on  the  experimental  model. 

The  electronic  fringe  detector  has  several  advantages  over  a  single-mirror  tele¬ 
scope.  Fundamentally,  of  course,  it  can  make  size  determinations  beyond  the  diffraction 
limit  of  such  a  telescope.  It  is  also  less  affected  by  atmospheric  turbulence,  image 
motion,  and  ambient  background  illumination,  since  these  noise  sources  can  be  electrically 
filtered  in  the  output  of  the  electronic  fringe  detector. 

In  the  pages  which  follow,  the  fundamental  problems  involved  in  constructing  an 
operational  instrument  are  first  surveyed.  The  actual  design  selected  is  ther.  described. 
The  theoretical  and  experimental  research  carried  out  to  select  and  evaluate  design 
components  follows.  The  fringe  detector  is  then  compared  with  the  single-mirror  tele¬ 
scope.  Pie-shaped  sources  of  uniform  and  nonuniform  intensity  are  next  considered. 

The  final  section  discusses  the  results  and  conclusions  of  the  entire  program.  The 
general  theory  of  the  Michelson  stellar  interferometer,  the  pie-shaped  sources  com¬ 
puter  program,  the  component  specifications  for  the  fringe  detector,  and  the  theoretical 
investigation  of  gratings  are  given  in  the  appendixes. 
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SECTION  n 


DESIGN  CRITERIA 

This  section  briefly  discusses  the  principles  of  the  Michelson  stellar  interferom¬ 
eter  and  relates  these  principles  to  the  functions  the  fringe  detector-interferometer 
must  perform.  It  then  describes  the  design  criteria  dictated  by  these  functions. 
Because  these  functions  are  interdependent,  the  entire  instrument  had  to  be  designed 
as  a  unit.  For  simplicity,  we  shall  call  this  unit  a  "fringe  detector.  "  Alternate  con¬ 
figurations  are  suggested  for  possible  future  development  under  "Other  Systems 
Considered"  (p.  7  ). 

MICHELSON  STELLAR  INTERFEROMETER 

The  general  theory  of  the  Michelson  stellar  interferometer  is  given  in  Appendix  I. 
For  our  purposes,  this  interferometer  will  be  considered  to  be  two  slus,  or  entrance 
apertures,  which  combine  with  an  opt' cal  system  to  focus  a  set  of  fringes  at  a  distance 
from  the  optical  system  equal  to  one  foal  length,  as  shown  in  Figure  1.  Here  the 
width  of  the  central  envelope  of  the  fringes  is  inversely  proportional  to  the  width  of 


PLANE 

WAVE 


APERTURES 


Figure  1.  Fizeau  Interferometer 

one  of  the  slits  (when  the  two  slits  are  of  the  same  width),  and  the  width  of  one  of 
the  fringes  is  inversely  proportional  to  the  slit  separation.  Thus,  both  the  spatial 
fringe  frequency  and  the  number  of  fringes  in  the  central  envelope  are  proportional 
to  the  aperture  separation.  As  the  apprture  separation  increases  for  a  circular  source, 
the  contrast  of  the  fringes  will  decrease  until  the  contrast  reaches  zero,  as  shown  in 
Figure  2.  For  this  source,  this  separation,  called  "extinction  separation,  "  is  a 
measure  of  the  angular  size  of  an  incoherent  source  in  the  far  field  of  that  source,  where 
"angular  size"  means  the  simple  angle  the  source  subtends  as  viewed  by  the  interferometer. 


3 


FRINGE  CONTRAST  (dimensionless) 
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For  circular  sources,  the  extinction  separation  varies  inversely  as  the  angular  size 
of  the  source.  Generally,  for  nonsymmetric  sources,  a  well-defined  extinction 
separation  will  not  exist.  The  position  of  maxima  and  minima  will,  however,  vary 
as  the  source  is  rotated.  Thus,  the  object  of  this  program  reduces  to  studying 
electronically  the  inflections  in  the  fringe  pattern  as  a  function  of  aperture  separation 
and  orientation. 


GENERAL  REQUIREMENTS  FOR  FRINGE  DETECTOR 

The  fringe  detector  must  perform  two  functions  to  determine  the  angular  size 
of  a  source:  (1)  it  must  provide  for  measurements  made  at  different  slit  separations, 
and  (2)  it  mus'  demodulate  the  fringe  field  to  yield  a  measure  of  fringe  contrast.  This 
is  obtained  by  measuring  the  values  of  the  envelopes  of  the  peaks,  Imax.  and  the  valleys, 
Imin.  °f  the  intensities  of  the  fringe  field  at  an  arbitrary  point  in  the  field: 


FC 


I  -  I  . 

max  min 

I  +  I  . 

max  mm 


For  our  purposes,  Ir.iny  -  Imin  will  be  considered  to  be  the  strength  of  an  ac  signal 

riding  on  top  of  a  dc  signal  given  by  I  +  I  .  . 

max  min 

Let  us  now  consider  the  design  criteria  developed  to  fulfill  these  functions. 


DETECTION  AND  MEASUREMENT  OF  FRINGE  CONTRAST 

Several  techniques  were  investigated  to  detect  and  measure  fringe  contrast:  non¬ 
linear  sur.ace  detectors,  measurement  of  Intensity  levels  at  a  single  value  of  Imav 
and  a  neighboiing  value  of  Imin,  and  conversion  of  the  field  by  a  spatial  filter.  The 
first  two  were  rejected  because  they  were  less  sensitive  and  less  efficient  than  the 
third,  which  yields  a  continuous  signal.  For  a  continuous  signal  it  is  possible  to  filter 
out  the  noise  from  atmospheric  sources.  The  net  result  is  much  better  sensitivity. 

For  these  reasons  this  method  was  chosen,  and  several  types  of  gratings  were  studied  — 
cosine,  square  wave,  and  moire  fringe  (see  Appendix  IV).  The  square  wave  and  the 
cosine  grating  of  equal  transmission  were  found  to  be  roughly  equivalent  in  their  ability 
to  demodulate  the  fringe  field  (the  adjustment  of  the  moire  grating  was  too  tedious  to 
be  practical).  However,  since  the  square  wave  grating  was  more  easily  obtained  and 
fabricated,  it  was  preferable  to  the  cosine  grating. 

In  demodulating  the  fringe  field  with  a  grating,  the  grating  is  placed  in  the  plane  of 
the  fringes,  and  the  grating  and  the  fringes  are  moved  relatively  to  each  other  in  a 
direction  perpendicular  to  the  fringes  in  the  plane  of  the  fringes.  This  yields  a  time- 
varying  transmission  of  the  grating  which  is  a  function  of  the  peak-to-peak  intensity 
difference  of  the  fringes,  Imax'^min*  A  measure  of  Imav+  Imin  can  be  found  by 
chopping  the  signal.  The  transmission  of  the  grating  istnen  momtored  by  a  photo¬ 
multiplier  tube  whose  output  can  be  studied  by  conventional  techniques. 
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VARIABLE  SEPARATION  APERTURES 


The  entrance  apertures  of  a  Fizeau  interferometer  are  generally  either  pinholes 
or  parallel  slits,  since  no  other  shape  offers  any  particular  advantage  except  for  a 
unique  application.  Entrance  apertures  of  finite  size  degrade  the  fringe  contrast, 
because  the  fringes  are  a  measure  of  the  second-order  correlations  of  the  electro  ¬ 
magnetic  field  amplitudes  at  two  points.  If  Ihe  entrance  apertures  are  of  finite  size, 
a  true  two-point  correlation  no  longer  exists.  However,  if  the  two  pinholes  are  made 
very  small,  there  is  no  degradation  due  to  the  finite  sizes  of  the  pinholes  but  no  energy 
is  transmitted.  Therefore  it  is  desirable  to  have  the  maximum  possible  aperture  area 
with  a  minimum  degradation  of  fringe  contrast.  The  best  way  to  do  this  is  with  a  pair 
of  parallel  slits  which  are  designed  to  keep  fringe  degradation  constant  as  the  slit 
separation  is  varied.  A  system  was  therefore  selected  whereby  the  height  of  the  aper¬ 
ture  was  a  constant  percentage  of  the  aperture  separation.  The  energy  per  fringe 
would  then  be  constant  and  independent  of  the  aperture  separation.  This  is  useful 
for  instrument  calibration  (see  p.  22).  periving  the  optimum  aperture  height  to 
maximize  the  signal  (Iinax_*min)“to"noiSR  ratio  is  a  difficult  problem  requiring  the 
use  of  a  computer.  Such  a  study  would  be  necessary  to  design  the  optimum  fringe 
detector. ) 


OPTICAL  SYSTEM 

Although  a  grating  will  provide  greater  instrument  sensitivity  than  a  slit,  the 
optical  system  required  for  a  grating  proved  to  be  impractical.  Such  an  optical  system 
(similar  to  a  zoom  lens  system)  would  have  to  be  capable  of  tuning  the  spatial  fringe 
frequency  to  the  grating  frequency.  Commercially  available  zoom  lenses  change  focal 
length  by  a  factor  of  3  or  less.  This  range  is  too  small  for  our  purposes.  Also,  zoom 
lenses  usually  suffer  from  pincushion  or  barrel  distortion  at  the  extreme  focal  length 
conditions.  Other  lens  systems  involve  impractically  large  changes  in  optical  path 
length.  Thus,  a  simple  lens  system  combined  with  a  single  detecting  slit  became  the 
logical  choice  for  the  fringe  detector. 


CHOPPING  AND  BANDWIDTH 

An  additional  problem  is  to  select  a  method  of  moving  the  fringes  at  a  constant 

velocity  to  obtain  a  narrow  bandwidth,  as  well  as  to  chop  the  beam  to  obtain  a  measure 

of  *max  +  *min*  The  bandwidth  considerations  arise  in  transf.  rming  the  spatial  frequency 

of  the  fringe  field  to  a  time-varying  signal  as  recorded  by  the  phototube.  The  ambient 

noise  or  an  unilluminated  phototube  is  proportional  to  the  square  root  of  the  frequency 

bandwidth  and  approaches  the  dark  current  noise  as  the  bandwidth  becomes  large. 

Practical  considerations  generally  limit  the  narrowness  of  the  bandwidth  to  be  employed. 

Therefore  it  was  decided  that  a  rotating  reflector  would  not  degrade  the  system’s 

sensitivity  in  terms  of  bandwidth,  since  the  reflector  moves  the  equally  spaced  ing^s 

by  the  slit  at  a  constant  velocity,  which  leads  to  a  constant  frequency  output.  The 

rotating  reflector  automatically  provides  chopping  for  a  measure  of  I  +  I  .  . 

max  min 
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For  a  Fizeau  interferometer  of  fixed  focal  length,  it  is  clear  that  for  a  constant 
rotational  speed  of  the  reflector  t.*e  frequency  of  the  signal  will  change  as  the  separation 
of  the  slits  is  changed,  To  increase  the  sensitivity  of  the  instrument,  an  electrical 
filter  must  be  used  to  filter  out  noise  at  frequencies  other  than  the  frequency  of  the 
signal.  However,  as  the  slit  separation  is  increased,  the  signal  frequency  will  in¬ 
crease  by  as  much  as  a  factor  of  10  (for  a  slit  separation  variable  by  a  facte r  of  10). 

In  addition,  since,  at  the  widest  slit  separation,  the  fringe  frequency  is  100  times  the 
frequency  of  the  fringe  envelope,  a  100  cps  bandwidth  is  required  to  retain  the  linearity 
of  the  system.  Thus:  a  constant  rotational  speed  of  the  reflector  requires  a  1000  cps 
bandwidth.  With  a  1000 cps  bandwidth,  the  noise  of  the  phototube  can,  at  best,  be  im¬ 
proved  by  a  factor  of  30  over  the  dark  current  noise  by  means  of  filters.  If  the  speed 
of  the  rotating  reflector  is  changed  to  keep  the  signal  frequency  constant,  a  further 
reduction  by  a  factor  of  3  in  the  signal-to-noise  ratio  can  be  achieved  by  reducing  the 
bandwidth  to  100  cps.  If  only  knowledge  of  the  existence  of  fringes  is  required,  possibly 
another  factor  of  3  improvement  in  the  signal-to-noise  v  tio  can  be  obtained  by  reducing 
the  bandwidth  to  10  cps.  This,  of  course,  requires  carefvu  adjustment  of  the  speed  of 
the  rotating  reflector  as  the  slit  separation  is  changed.  Thus,  a  low-pa 8 rj  filter  was 
selected,  and  the  speed  of  the  rotating  reflector  was  adjusted  to  keep  the  fringe  fre¬ 
quency  at  100  cps. 

REVIEW  OF  DESIGN  PROBLEM 

For  a  fixed  focal-length  system,  a  Fizeau  interferometer  generates  a  spatial 
fringe  frequency  that  varies  as  the  slit  separation.  To  obtain  a  constant  fringe  fre¬ 
quency,  the  possibility  of  using  a  "zoom"  lens  system  that  changes  focal  length  by  a 
factor  of  10  was  considered  but  discarded,  because  the  design  of  an  appropriate  zoom 
lens  system  that  suffered  from  neither  pincushion  nor  barrel  distortion  would  be 
impractical.  Othe*  optical  combinations  to  retain  a  constant  fringe  frequency  would 
involve  large  changes  in  the  optical  path  length.  Thus,  it  became  necessary  to  work 
with  a  fringe  field  with  changing  spatial  fringe  frequency.  This  led  to  the  use  of  a 
single  slit  inctead  of  a  grating  in  front  of  the  phototube  to  demodulate  the  field  and  to 
the  use  of  a  rotating  reflector  to  provide  linear  fringe  motion  and  chopping.  The 
variable  separation  apertures  were  designed  to  maintain  the  aperture  height  at  a  con¬ 
stant  percentage  of  the  aperture  separation.  This  facilitated  calibration  by  keeping 
the  energy  per  fringe  constant  and  maintaining  constant  degradation  of  the  fringe  con¬ 
trast  due  to  the  finite  height  of  the  slits. 

OTHER  SYSTEMS  CONSIDERED 

Several  alternate  system  configuration  were  considered.  While  they  may  prove 
tc  be  useful  in  an  optimum  system,  they  did  not  serve  the  objectives  of  this  feasibility 
study.  They  are  presented  here  to  indicate  possible  courses  of  development  for  the 
design  of  components  at  an  ultimate  fringe  detector.  The  performance  of  these  con¬ 
figurations  can  be  directly  nw  -Hcted  from  the  results  of  this  study. 

A  corollary  to  the  gratir  puototube  combinations  selected  is  shown  in  Figure  3, 
where  the  single  slit  or  grating  is  actually  inside  the  phototube.  Here  the  focusing 
coil  generates  a  magnetic  field  which  focuses  the  electrons  coming  off  the  photo- 
emissive  surface  onto  the  plane  of  the  grating.  The  electric  field  plates  then  deflect 
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Figure  3.  Corollary  System  to  Grating- Phototube  Where 
Single  Slit  Is  Inside  Phototube 

the  electrons  so  that  the  representation  of  the  fringe  pattern  formed  by  the  electrons  is 
swept  across  the  grating.  The  current  transmitted  by  the  grating  is  then  amplified  in 
the  usual  manner  with  further  dynode  stages.  Intrinsically,  this  system  is  similar  to 
tue  system  where  the  phototube  was  placed  behind  the  grating;  however,  the  effective 
area  of  the  photoemissive  surface  is  equal  to  the  area  of  the  slit,  since  only  the  "dark 
current"  electrons  from  that  portion  of  the  photoemissive  -surface  focused  on  the  slit 
are  amplified  by  the  dynode  chain.  This  has  the  potential  advantage  of  a  better  signal- 
to-noiss  ratio  than  the  grating-phototube  combination  since  the  signal -to-noise  ratio  is, 
in  general,  inversely  proportional  to  the  square  root  of  the  cathode  or  photoemissive 
surface  area.  All  the  results  of  this  effort  can  be  applied  directly  to  a  specialized  photo¬ 
tube  once  it  has  been  designed  and  the  noise  figures  determined. 

Another  corollary  to  the  transmission  grating  system  is  a  grating  in  the  form  of 
twenty-one  concentric  spirals  that  rotate  in  the  plane  of  the  fringe  field.  Here  the  fringes 
would  be  formed  into  a  one-dimensional  sine  wave  by  a  positive  cylindrical  lens.  This 
one-dimensional  sine  wave  would  then  be  radially  aligned  with  the  spiral  grating,  and 
rotation  of  the  spiral  about  its  center  would  yield  the  desired  modulated  electrical  signal 
proportional  to  the  Imax  “  Imin-  The  Imin  +  Imax  component  would  be  determined  either 
by  chopping  the  beam  or  through  the  use  of  a  second  channel.  After  obtaining  bids  on 
producing  the  spiral  grating,  this  system  was  abandoned  as  being  too  costly  and  complex 
to  be  within  the  scope  of  this  contract.  However,  this  sytem  has  one  very  noteworthy 
advantage.  If  the  measurement  of  fringe  visibility  is  to  be  made  over  a  long  period  of  time, 
"lock-in  amplifier"  techniques  may  be  used  to  obtain  a  very  narrow  bandwidth.  In  this 
case  the  signal-to-noise  ratio  would  improve  as  (t)l/2,  where  t  is  the  time  interval  over 
which  the  measurement  is  made. 
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An  optical  method  of  improving  sensitivity  involves  a  square  wave  grating  whose 
parallel  members  alternatively  reflect  or  transmit  the  fringe  pattern.  Both  the 
reflected  and  transmitted  energy  can  be  collected  and  electronically  correlated. 

This  will  provide  an  effective  improvement  factor  of  a  2  in  bandwidth. 

A  pair  of  long  slits  parallel  to  a  cylindrical  lens  is  an  aperture-lens  combination 
which  produces  a  fringe  pattern  containing  a  larger  amount  of  energy.  This  results 
in  a  tall  fringe  pattern  (same  height  as  slits)  in  a  direction  parallel  to  the  slits.  Under 
these  conditions,  alignment  of  the  fringe  field  with  a  grating  will  constitute  a  severe 
problem.  Thus,  such  a  system  does  not  appear  practical  if  the  slit  separation  is  to 
be  changed.  Such  a  system  may  be  useful,  however,  if  only  a  single  measurement 
of  fringe  contrast  is  required.  Several  such  systems  operating  in  parallel  could  pro¬ 
vide  measurements  of  fringe  contrast  at  several  conditions  of  aperture  separation. 
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SECTION  m 


FRINGE  DETECTOR  DESIGN 

This  section  describes  the  design  of  the  fringe  detector,  as  well  as  the  general 
dimensions  and  the  operating  characteristics  of  the  components.  Construction  details 
and  the  exact  specification  of  the  component  parts  are  included  in  Appendix  m. 

CONFIGURATION  AND  OPERATION 

The  arrangement  of  the  components  of  the  electronic  fringe  detector  is  shown 
schematically  in  Figure  4.  ”he  components  are  mounted  on  a  flat  aluminum  plate, 
approximately  36  in.  by  14  in. ,  that  serves  as  the  bottom  of  a  light-tight  box 


Figure  4.  Schematic  Diagram  of  Fringe  Detector 


approximately  36  in.  long  by  14  in.  wide  by  10  in.  deep;  light  enters  the  system  only 
through  the  entrance  apertures.  This  light  passes  through  the  lenses  and  is  reflected 
from  one  face  of  fhe  rotating  reflector  onto  the  single  slit  in  front  of  the  phototube. 

In  the  plane  containing  the  single  slit,  the  light  from  the  two  apertures  interferes 
and  creates  a  spatial  fringe  field.  If  the  reflector  is  rotating,  the  fringes  pass  by 
the  slit  and  cause  the  light  passing  through  the  slit  to  vary  as  a  function  of  the  con¬ 
trast  of  the  fringe  field,  yielding  a  measure  Imax  -  Imin  When  the  prism  does 
not  reflect  light  onto  the  slit,  the  base  level  of  the  fringes  is  determined,  providing 
a  measure  of  Imax  +  Imin.  For  the  circular  sources  studied,  the  aperture  separation 
for  which  the  fringe  contrast  is  a  minimum  is  called  the  "extinction  separation,  "  and 
for  a  Michelson  stellar  interferometer  it  is  a  measure  of  angular  source  size.  The 
second  maximum  of  fringe  contrast  is  located  at  approximately  1.3  times  the  extinction 
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separation,  A  mirror  can  be  put  into  the  optical  path  so  that  the  fringes  may  be 
viewed  in  the  eyepiece  (see  Figure  4).  When  the  fringe  field  is  centered  in  the  eye¬ 
piece,  the  fringe  detector  is  approximately  aligned  on  target.  Final  alignment  is 
made  by  viewing  the  output  of  the  phototube  on  the  osc.  Aloscope.  Here  the  spatial 
intensity  distribution  is  observed  as  a  voltage  78  time  relation.  The  fringe  contrast 
is  then  determined  by  drawing  envelopes  of  Imax  and  Imin  on  the  picture  of  the  scope 
trace.  Since  the  envelopes  constitute  a  graphical  average  over  many  fringes,  the 
accuracy  of  this  measurement  is  greater  than  the  measurement  of  the  contrast  of 
a  single  fringe.  In  fact,  the  accuracy  increases  as  the  square  root  of  the  number  of 
fringes  sampled.  These  envelopes  reduce  the  bandwidth  inversely  as  the  number  of 
cycles  included  in  the  envelope.  Since  the  signal- to-noise  ratio  is  inversely  pro¬ 
portional  to  the  square  root  of  the  bandwidth,  the  effective  signal -to-noise  ratio  is 
increased  by  the  square  root  of  the  number  of  fringes  sampled.  Two  views  of  the 
fringe  detector  are  shown  in  Figure  5. 


Figure  5.  Electronic  Fringe  Detector 
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VARIABLE  SEPARATION  APERTURES 

Entrance  apertures  0. 06  cm  wide  were  constructed  with  separations  manually 
variable  from  0. 6  to  6  cm.  Provisions  were  made  to  maintain  the  aperture  height 
at  0. 1  times  the  aperture  separation  by  means  of  triangular  stops,  as  shown  in 
Figure  6.  For  a  Michelson  interferometer,  aperture  separations  from  0. 6  to  6  cm 


-4  -5 

cover  a  range  of  angular  source  sizes  from  10  to  10  radians  when  viewing  an 
optical  wavelength  of  5000  A.  The  aperture  height  is  maintained  at  0. 1  times  the  aper¬ 
ture  separation  so  that  the  degradation  of  the  fringe  contrast  due  to  the  finite  length  of 
the  aperture  will  not  vary  as  a  function  of  aperture  separation.  Since  the  aperture 
height  increases  linearly  with  aperture  separation,  the  height  of  the  fringe  field  de¬ 
creases  as  the  inverse  of  the  aperture  separation.  Thus,  for  wide  aperture  separations, 
the  fringe  field  is  very  short  compared  with  the  height  of  the  slit  in  front  of  the  phototube. 
This  is  helpful  in  maintaining  the  alignment  of  the  fringes  and  the  detecting  slit. 

OPTICAL  SYSTEM 

A  24  in.  positive  lens  and  a  -40  mm  negative  lens  were  combined  to  produce  a  fringe 
field  equivalent  to  that  produced  by  a  200  in.  lens  with  an  optical  path  length  of  only  36  in. 
The  fringe  field  was  enlarged  in  order  to  adjust  the  spatial  fringe  frequency  to  practical 
dimensions  so  that  alignment  requirements  would  not  be  too  severe.  For  the  arrangement 
shown  in  Figure  5,  the  spatial  fringe  frequency  in  lines  per  millimeter  is  given  by 
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where  f  is  the  effective  focal  length  of  the  system  (200  in. );  X  is  the  source  wavelength, 
chosen  as  5000  A  in  this  example;  and  d  is  the  aperture  separation  in  centimeters.  For 
aperture  separations  variable  from  0. 6  to  6  cm,  the  spatial  fringe  frequency  will  vary 
from  24  to  240  lines/mm. 

SILVERED  ROTATING  REFLECTOR 

The  reflector  is  an  eight-sided  silvered  prism  whose  rotation  is  controlled  by  a 
variable  speed  motor  to  provide  necessary  frequency  adjustment.  As  the  aperture 
separation  is  increased,  the  fringe  frequency  increases.  This  frequency  must  be  ad¬ 
justed  to  remain  i  the  bandpass  of  the  electrical  system,  discussed  below.  The 
rotating  reflector  serves  two  additional  functions:  (1)  it  provides  fringe  motion  across 
the  single  slit  so  that  an  ac  signal  related  to  the  fringes  can  be  recorded  on  the  oscillo¬ 
scope  to  give  a  measure  of  Irnax  -  Imin;  and  (2)  it  also  acts  as  a  chopper,  giving  a 
measure  of  Imax  +  Imin.  With  this  rotating  reflector  arrangement,  the  fringes  pass 
by  the  slit  at  a  constant  frequency  and  do  not  increase  the  required  bandwidth  of  the 
system. 

SINGLE  SLIT 

In  the  fringe  detector,  the  fringes  are  focused  in  the  plane  of  the  detection  slit  in 
front  of  the  phototube.  This  slit  is  a  standard  interferometer  slit  with  an  adjustable 
width.  As  the  entrance  aperture  separation  is  changed,  the  width  of  each  fringe  changes. 
Thus,  to  L^ep  the  demodulation  of  the  fringes  by  the  detection  slit  constant,  the  width  of 
the  slit  must  be  adjusted  each  time  the  entrance-aperture  separation  is  changed.  The 
manner  in  which  this  slit-width  adjustment  is  performed  is  discussed  under  "Instrument 
Calibration"  (p.  22). 

ELECTRONICS 

The  electronic  system  comprises  the  phototube,  the  electrical  filter,  and  the  oscillo¬ 
scope.  The  phototube  is  placed  behind  the  detection  slit  and  monitors  the  transmission 
of  light  through  it.  The  ac  component  of  this  light  is  proportional  to  I^y  -  Imjn  and  the 
dc  component  is  proportional  to  Imax  +  Imin-  The  frequency  of  the  ac  component  is 
proportional  to  the  spatial  fringe  frequency,  the  rotational  speed  of  the  reflector,  and  the 
radial  distance  from  the  reflector  to  the  single  slit.  Thus,  as  the  spatial  fringe  frequency 
increases,  the  rotational  speed  of  the  reflector  must  be  reduced  to  keep  the  frequency  of 
the  ac  component  within  the  bandpass  of  the  filter.  The  filter  is  a  simple  low-pass  filter 
constructed  of  active  electrical  components.  A<~  ive  components  were  chosen  over  passive 
components  since,  a*  the  low  frequencies  invol  1  (0  -  100  Hz),  passive  components  proved 
inadequate.  The  capacitance  and  inductance  values  required  were  impractically  large 
when  matched  to  the  output  impedance  of  the  phototube  and  the  input  impedance  of  the 
oscilloscope  (both  lo6  fl).  The  exact  form  of  the  filter  will  be  discussed  under  "Instrument 
Calibration"  (p.  22). 


SECTION  IV 


RESEARCH  PROGRAM 


This  section  describes  the  theoretical  and  experimental  research  undertaken  to 
demonstrate  the  feasibility  of  the  electronic  fringe  detector. 

THEORETICAL  RESEARCH 

A  principal  problem  in  this  effort  was  obtaining  a  method  Oi  demodulating  the 
fringes  and  an  optical  system  for  the  fringe  detector  which  were  mutually  compatible. 
The  first  part  of  this  section  describes  the  manner  in  which  a  grating  transforms  the 
spatial  intensity  fluctuations  of  the  fringe  field  into  time  intensity  fluctuations  suit¬ 
able  for  monitoring  with  a  phototube.  The  second  part  of  this  section  is  a  sensitivity 
analysis  which  treats  the  fringe-detecting  ability  of  the  fringe  detector  as  a  whole  in 
terms  of  the  intensity  provided  by  the  angular  source.  This  analysis  was  performed 
to  define  the  areas  in  which  the  sensitivity  could  be  improved.  The  theoretical  results 
are  in  good  agreement  with  the  experimental  results  discussed  immediately  following. 

THEORY  OF  SPATIAL  FILTER 

The  conveision  of  the  spatially  distributed  fringe  field  into  a  time-va.ying 
intensity  can  be  performed  by  a  spatial  filter  by  moving  the  filter  relative  to  the  fringes 
in  the  plane  of  the  fringes.  Mathematically,  this  is  equivalent  to  convolving  the  spatial 
filter  with  the  fringe  field.  Since  the  fringe  field  is  periodic  in  one  dimension,  the 
spatial  filter  is  selected  to  be  periodic  in  one  dimension  (i.  e. ,  grating).  Letting  x  be 
position,  Vg  the  grating  frequency,  I(x)  the  fringe  field,  and  v  the  relative  velocity  of 
the  fringes  and  the  grating  normalized  to  the  grating  frequency,  we  obtain  the  trans¬ 
mitted  intensity  as  a  function  of  time  I(t): 

L 

I(t)  =  J  I  (X)  g  (Vgx  -  vt^  dx 
-L 

where  L  is  one  naif  the  length  of  the  grating  in  a  direction  perpendicular  to  the  fringes. 
The  fringe  field  may  be  described  in  one  dimension  by 


I(x) 
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where  I(x)  is  the  intensity  at  any  point  x,  I  is  the  average  intensity,  FC  is  the  fringe 
contrast  with  a  value  between  C  and  1,  and0  is  the  spatial  fringe  frequency.  In  solving 
for  I(t),  we  obtain  an  expression  of  the  form 

I(t)  =  K^l  +  D*  FC  •  cos  vt \  . 

Here  D  is  the  modulation  index,  which  is  a  function  of  the  greting,  and  K  is  a  constant 
proportional  to  I  and  the  average  transmission  of  the  grating. 

Based  on  such  an  approach,  the  theory  of  fringe  demodulation  by  gratings  —  moire 
fringe,  cosine,  and  square  wave  —  was  considered  (see  Appendix  IV).  The  square-wave 
grating  was  selected  as  the  best  grating  configuration.  Here  we  extract  the  results  of 
the  theoretical  treatment  of  the  square  wave  grating  and  show  how  these  results  apply  to 
the  single  detection  slit. 


SQUARE  WAVE  GFATING 

Consider  a  square  wave  described  by  Figure  7  where  d  =  (Vg)  Let  h  be  the  height 
of  the  grating  or  the  height  of  the  fringe  field,  whichever  is  less,  in  a  direction  parallel 
to  the  fringes.  Let  L  be  the  half-length  of  the  grating  or  the  length  of  the  fringe  field, 
whichever  is  less,  in  a  direction  perpendicular  to  the  fringes.  Let  $  De  the  angular  mis¬ 
alignment  in  radians  between  the  grating  and  the  fringes.  Then  the  modulation  index,  D, 
is  described  by 


D  =  sine 


sine  (h07r^  ^  sine 


where  sine  x  =  sin  x/x. 


-2d  -'J  0  d  2d 

X-*» 

Figure  7.  Square  Wave  Grating 
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SINGLE  SLIT 


The  single  slit  is  a  degenerate  case  of  the  sqir  re  wave  grating.  Here  sine  (Ll  v^-  v\  ) 
is  no  longer  of  interest.  In  the  actual  fringe  detector  constructed,  alignment  of  the 
slit  with  the  fringe  field  was  not  a  problem,  as  discussed  below  "Detector  Slit  Width 
Considerations"  (p.  22).  Thus,  the  demodulation  index  is  described  by  sine  (TrCVf).  The 
modulation  index  for  a  single  slit  is  shown  in  Figure  8. 


Figure  8.  Modulation  Index  for  Single  Slit 
SENSITIVITY  CONSIDERATIONS 

The  usefulness  of  an  electronic  fringe  detector  ?s  directly  related  to  its  sensitivity. 
The  following  analysis  was  performed  to  provide  a  better  understanding  of  how  the  fringe 
detector  should  be  constructed,  as  well  as  to  point  out  the  techniques  for  analyzing  such 
an  instrument. 
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The  equivalent  noise  input,  ENI,  of  a  phototube  is  the  noise  in  a  1  cps  bandwidth 
measured  at  1000  cps.  In  analyzing  phototubes,  the  ENI  is  assumed  to  be  independent 
of  the  frequency  of  the  measurement  for  frequencies  that  do  not  approach  the  response 
limitations  of  the  phototube.  The  ENI  is  multiplied  by  the  square  root  of  the  bandwidth, 

ENI  x  v/aT  ,  to  obtain  the  dark  current  noise  of  the  phototube.  This  noise  is  then  approxi¬ 
mately  equivalent  to  the  minimum  signal  that  may  be  detected  by  the  phototube  at  a  signal- 
to-noise  ratio  of  1.  Thus,  for  a  single  slit  detector,  an  amount  oi  energy  equal  to 
ENI  x  \(Af  is  required  in  each  fringe  for  detection  at  a  signal-to-noise  ratio  of  1  with  a 
fringe  contrast  of  1. 

The  entrance  apertures  to  our  system  are  described  by  Figure  9,  where  the  aperture 
separation,  d,  is  variable  from  0.  6  to  6  cm,  the  aperture  height  is  always  equal  to  0. 1  d, 
and  the  aperture  width  is  equal  to  0.  06  in.  Here,  the  fringe-field  height  is  given  by 
F(h)  =  f  Vh,  the  fringe-field  width  is  F(As)  =  f  X/As,  the  distance  between  adjacent 
fringes  is  F(d)  =  f  \/d,  and  the  portion  of  the  energy  in  any  one  fringe  is  given  by  F(d)/F(As) 
=  As/d,  where  f  is  the  focal  length  of  the  system  and  X  is  the  mean  wavelength  of  the  light 
emanating  from  the  source. 
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h  =  Aperture  Height  =  0.1  d 
As  =  Aperture  Width  =  0. 06  cm 
d  =  0.  6  to  6  cm 

Figure  9.  Entrance  Aperture  Configuration 


The  total  energy  is  proportional  to  the  aperture  height,  h  =  0. 1  d,  for  our  case.  The 
energy  in  any  one  fringe  is  given  by  (As/d)  x  0. 1  d  =  (0.  l)As  and  is  therefore  independent 
of  d.  If  the  intensity  in  watts  per  centimeter  squared  incident  on  the  two  apertures  is 
given,  then  the  total  energy  entering  the  system  is  equal  to  the  number  of  watts  per 
centimeter  squared  incident  on  the  system  times  the  area  of  the  two  apertures  in  centi¬ 
meters  squared.  The  area  of  the  two  apertures  is  given  by  A  =  2(As)h  =  0.  2dAs.  To 
get  the  approximate  effective  area  for  energy  in  an  average  fringe  in  the  fringe  envelope 
we  multiply  A  by  As/d 


eff 


=  0.  2 As2  =  0.  2  (0. 06  cm)2  =  7.  2  x  10-4  cm" 


17 


Thus,  the  energy  density  on  the  fringe  detector  requ.  .ed  for  the  detection  of  fringes  with 
a  fringe  contrast  of  1  is 


Required  energy  density  = 


ENIN/Af 

0.2  (As)2 


1 

P 


where  D  is  the  modulation  index  of  the  single  slit  and  p  is  the  portion  of  the  energy  in 
a  single  fringe  transmitted  by  the  slit.  The  factor  p  is  less  than  1  because  the  width 
of  the  single  slit  is  less  than  the  total  width  of  the  fringe  for  an  optimum  signal -to-noise 
ratio. 

In  the  fringe  detector  constructed  (see  "Instrument  Calibration,  "  p.  22)  the  optimum 
D  was  found  to  be  equal  to  0.  8,  at  which  point  p  was  found  to  be  0.  3.  The  ENI  of  the 
phototube  used  was  measured  and  found  to  be  equal  to  4  x  10_1-5  watts.  For  the  filter 
selected,  Af  was  equal  to  250  cps.  The  width  of  the  entrance  apertures  was  equal  to 
0.  06  cm.  The  minimum  detectable  signal  was  then  calculated  to  be 


4  x  10  15  n/250 
0.  2  (.  06)2 


watts 


2 

cm 


2. 8  x  10 


-10 


watts 


2 

cm 


_1  A  2 

The  minimum  detectable  signal  was  measured  to  be  4  :<  16  v  watts/cm  (see  "Per¬ 
formance  of  Fringe  Detector,  "  p.  25)  for  a  fringe  contrast  of  1  at  a  signal-to-noise 
ratio  of  1.  Two  factors  may  account  for  the  difference  between  the  theoretically  pre¬ 
dicted  and  the  experimentally  measured  values  for  minimum  detectable  signal.  First, 
the  losses  in  the  optics  were  not  taken  into  account.  Second,  the  mercury  arc  lamp 
used  in  the  experiment  was  not  new  and  may  have  been  degraded  slightly  from  the 
manufacturer's  specifications. 


EXPERIMENTAL  RESEARCH 

The  experimental  work  was  concentrated  on  three  problems  -  noise,  instrument 
calibration,  and  the  performance  of  the  fringe  detector.  A  large  portion  of  the  experi¬ 
mental  research  concerned  obtaining  the  proper  electrical  filter  for  an  acceptable 
signal-to-noise  ratio.  The  problem  of  electrical  noise  was  somewhat  more  involved 
than  anticipated.  It  has  become  clear  that  almost,  all  the  fundamental  problems  en¬ 
countered  in  constructing  an  electronic  fringe  detector  are  ultimately  noise  problems  and 
may  be  treated  as  such.  This  inc'udes  not  only  the  standard  sources  of  electrical  noise, 
but  also  the  effects  of  atmospheric  turbulence,  fluctuations  in  source  brightness,  vibra¬ 
tions  in  the  fringe  detector,  background  illumination,  and  target  motion.  For  the  majority 
of  our  measurements,  however,  the  noise  limit  was  set  by  the  shot  noise  in  the  photo¬ 
tube.  Once  an  acceptable  electrical  filter  was  obtained,  the  calibration  of  the  instru¬ 
ment  and  the  evaluation  of  the  performance  of  the  fringe  detector  proceeded  without  delay. 
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SHOT  NOISE  FILTERING 


The  problem  of  designing  an  electrical  filter  involves  many  considerations:  the  Li¬ 
ter  must  be  compatible  with  the  rest  of  the  fringe  detector,  it  must  effectively  filter  the 
shot  noise,  and  it  must  be  useful  in  reducing  the  noise  due  to  atmospheric  influences  on 
the  system  and  the  source.  The  problems  involved  in  filtering  shot  noise  can  best  be 
understood  by  examining  the  various  filter  techniques  attempted.  It  is  important  to  keep 
in  mind  that  the  shot  ’'oise  increases  as  the  square  root  of  the  bandwidth. 

Initially,  the  output  of  the  phototube  was  filtered  by  connecting  a  variable  capacitor 
between  the  output  of  the  photf  tube  and  ground.  While  this  clearly  reduced  the  noise 
output  of  both  the  illuminated  and  unilluminated  (dark  current)  phototube,  it  made  the 
fringe  contrast  so  highly  dependent  on  the  frequency  of  operation,  as  determined  by  the 
rotational  speed  of  the  reflector  and  the  variable  aperture  separation,  that  any  attempt 
to  calibrate  the  instrument  proved  fruitless.  A  200  cps  high-pass  filter  and  a  1500  cps 
low-pass  filter  were  then  connected  between  the  output  of  the  phototube  and  the  oscillo¬ 
scope.  These  LC  filters  had  a  10^  ft  input  and  output  impedance,  constituting  an  im¬ 
pedance  mismatch  with  both  the  output  impedance  of  the  phototube  and  the  input  impedance 
of  the  scope,  which  were  10®  ft.  Calculation  indicated  that  impedance  matching  was 
impossible  with  passive  elements  at  frequencies  less  then  1500  cps,  since  the  L  and  C 
values  required  would  be  unpractically  large.  In  spite  of  this,  it  was  hoped  that  this 
approach  would  lead  to  an  acceptable  solution,  but  die  results  were  disappointing.  The 
combination  oscillated  so  badly  that  under  certain  conditions  it  was  difficult  to  tell  one 
fringe  envelope  from  another,  much  less  resolve  the  individual  fringes.  The  impedance 
matching  problems  were  solved  by  using  a  General  Radio  tuned  amplifier  in  series  with 
the  LC  filters  while  setting  the  amplifier  to  a  flat  response;  however,  this  provided 
little  improvement  in  the  performance  of  the  LC  filter.  When  the  tuned  amplifier  was 
employed  as  a  pass-band  filter  for  the  output  of  the  phototube,  the  system  still  oscillated. 

The  tuned  amplifier  approach  has  another  inherent  limitation.  If  the  amplifier  is 
tuned  to  the  fringe  frequency,  the  envelope  is  at  the  wrong  frequency  and  thus  the 
envelope  height  cannot  be  simultaneously  measured.  If  the  pass  band  is  made  broad 
enough  to  include  both  the  frequency  of  the  fringes  and  the  envelope  frequency,  the 
system  will  have  a  large  noise  figure.  This  is  in  contrast  to  the  low-pass  filter,  in 
which  the  pass  band  can  be  made  arbitrarily  small  and  still  include  both  the  envelope 
and  the  fringe  frequency.  On  the  basis  of  these  results,  the  tuned  amplifier  approach 
was  abandoned  in  favor  of  operating  the  device  at  a  low  frequency  with  a  single  low-pass 
filter. 

To  properly  match  the  impedances,  a  filter  with  active  components  was  selected. 
Using  the  tuned  amplifier,  we  measured  the  noise  spectrum  of  the  illuminated  phototube 
and  obtained  the  results  shewn  in  Figure  10.  The  filter  response  of  the  low-pass  filter 
of  a  type  53E/54E  Tektronix  plug-in  unit  is  shown  in  Figure  11.  On  the  basis  of  these 
curves,  we  selected  the  250  cps  filter  to  attenuate  the  noise.  This  filter  gave  the  best 
signal -to-noise  ratio  obtained,  at  least  a  factor  of  8  better  than  any  pass-band  filter  tried. 
One  attractive  feature  of  this  filter  is  its  nearly  linear  response  below  100  cps.  As  was 
determined  in  "Instrument  Calibration,  "  (p.  22)  100  cps  is  approximately  the  minimum 
operational  frequency  of  our  system  for  conditions  of  wide  aperture  separation.  Scope 
traces  of  a  fringe  pattern  with  a  fringe  contrast  of  0. 4  are  shown  with  and  without  the 
250  cps  filter  in  Figure  12  to  demonstrate  the  effect  of  the  filter. 


Fringes  with  Filter 


Fringes  without  Filter 


Figure  12,  Effect  of  Filter  on  Fringe  Pattern 
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x  requency- Bandwidth  Considerations 

In  accordance  with  the  250  cps  filter  response  shown  in  Figure  11,  the  rotational 
speed  of  the  rotating  reflector  was  adjusted  so  that  the  frequency  of  the  fringes  was 
always  below  100  cps.  The  measured  frequency  T*anges  possible  with  this  reflector 
and  the  results  obtained  are  shown  .n  Table  I  (where  D  is  the  aperture  separation). 

TABLE  I 

FREQUENCY  RANGE  OF  FRINGE  DETECTOR 


Condition 

Minimum  Frequency 
(cps) 

Maximum  Frequency 
(cps) 

D  =  0.  67  cm 

10 

1,700 

D  =  6.  0  cm 

90 

15,000 

Envelope 

0.  8 

156 

The  frequency  was  determined  by  measuring  the  time  width  of  the  fringe 
envelope  and  combining  this  with  the  number  of  fringes  in  the  envelope.  We  measured 
the  number  of  fringes  in  the  envelope  as  a  function  of  aperture  separation  and  the  re¬ 
sults  are  shown  in  Figure  13.  The  correction  factor  for  the  250  cps  filter  in  the 
measurement  of  fringe  visibility  is  shown  in  Figure  14  and  is  simply  the  inverse  of 
the  filter  response  curve. 

Detector  Slit-Width  Considerations 


Since  the  spatial -fringe  frequency  changes  as  the  inverse  of  the  separation  of 
the  entrance  apertures,  it  is  necessary  to  vary  the  width  of  the  detection  slit  in  front 
of  the  phototube  accordingly.  To  keep  the  modulation  index  of  the  slit  constant,  its 
width  must  vary  inversely  with  the  separation  of  the  entrance  apertures. 

Figure  15  shows  the  signal-to-noise  ratio  as  a  function  of  slit  width,  measured  in 
arbitrary  units,  proportional  to  the  height  of  the  envelope  of  fringes,  as  measured  in 
volts  on  the  oscilloscope  face.  Over  a  large  range  of  slit  widths,  the  signal-to-noise 
ratio  remained  fairly  constant  but  dropped  sharply  as  the  slit  width  was  increased.  We 
made  all  the  measurements  at  the  21  point  on  the  arbitrary  scale,  which  was  fairly  easy 
to  find  and  which  gave  an  accurf>4c  reading  of  the  fringe  contrast.  Figure  16  shows  data 
similar  to  that  in  Figure  15  except.  that  ihe  actual  measured  values  of  fringe  contrast  are 
plotted  instead  of  the  signal-to  noise  ratio.  Measurements  were  made  at  D  =  0.  67  cm  and 
D  =  1.06 cm,  where  the  actual  fringe  contrasts  were  0.23  and  0,  respectively.  The  measure¬ 
ment  of  fringe  contrast  at  D  =  1.06  cm  is  actually  a  measurement  of  the  noise  level. 

In  calibrating  the  detection  slit,  the  best  signal-to-noise  ratio  was  found  to  occur 
when  the  fringe  demodulation  was  greater  than  0.  8,  at  which  point  30%  of  the  energy  in 
one  fringe  is  transmitted  through  the  slit,  as  determined  by  measurement.  Operating 
under  these  conditions,  we  needed  very  little  correction  for  the  fringe  demodulation  to 
measure  the  actual  fringe  contrast. 
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Figure  13.  Number  of  Fringes  in  Envelope  As 
Function  of  Aperture  Separation 
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Figure  14.  Correction  Factor  fo;  Fringe  Visibility 
As  A  Function  of  Frequency 
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Figure  15.  Signal-to-Noise  Ratio  for  FC  =  0. 23  As 
Function  of  Slit  Width 
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Figure  16,  Slit  Opening  As  Function  of  Measured 
Fringe  Contrast  for  FC  =  0,  FC  =  0.23 


24 


Since  the  height  of  the  entrance  aperture  increases  linearly  ^ith  the  aperture 
separation,  the  energy  per  fringe  remains  constant.  Thus,  the  detection  slit  width 
was  adjusted  to  keap  the  envelope  height  on  the  scope  face  constant,  thereby  keeping 
constant  the  ratio  of  detecting  slit  width  to  fringe  width.  This  enabled  the  operator 
to  keep  the  fringe  demodulation  constant  as  a  function  of  entrance  aperture  separation 
fringe  frequency). 

The  height  of  the  fringe  field  in  a  direction  paiallel  to  the  fringes  is  inversely 
proportional  to  the  height  of  the  entrance  apertures.  Thus,  since  the  height  of  the 
apertures  increases  linearly  with  their  separation,  it  follows  that  the  height  of  the 
fringe  field  varies  inversely  as  the  spatial  fringe  frequency.  In  other  words,  the 
product  of  the  spatial  fringe  frequency  times  the  height  of  the  fringe  field  is  a  constant. 
In  the  theoretical  secti  *,  the  demodulation  error  due  to  misalignment  between  the 
fringe  field  detection  and  the  slit  was  shown  to  be  a  function  of  this  product.  Thus, 
the  alignment  error  does  not  depend  on  the  spatial  frequency  in  this  instrument.  In 
actual  practice,  it  was  observed  that  the  detection  slit  could  be  easily  and  accurately 
aligned  with  the  fringes  when  the  lowest  fringe  frequency  was  used.  Thus,  alignment 
of  the  single  slit  with  the  fringe  field  did  not  constitute  a  problem. 

PERFORMANCE  OF  FRINGE  DETECTOR 
Measurement  of  Angular  Source  Sizes 

Collimated  light  from  a  lens-pinhole  combination  was  used  to  obtain  sources  with 
angular  dimensions  suitable  for  use  with  the  interferometer.  Lenses  with  focal  lengths 
of  48  in.  and  15  in.  were  used  in  various  combinations  with  a  25 ju  and  a  52p  pinhole  to 
yield  source  sizes  of  1.  96  x  10-5,  4.  28  x  10"®,  6. 55  x  10-5,  and  1. 36  x  10-4  rad. 

The  results  of  measuring  these  sources  are  shown  in  Figures  17-20.  Figure  21  com¬ 
bines  all  the  measurements  of  angular  source  size  on  a  single  scale  for  comparison. 

As  the  source  size  (intensity)  increases,  the  point  of  fringe  extinction  separation  be¬ 
comes  more  clearly  defined  because  the  larger  sources  are  brighter  and,  hence,  the 
signal -to-noise  ratios  are  better.  For  the  6. 55  x  10"4  rad  case,  the  data  started  on 
the  second  maximum  of  fringe  contrast.  The  measured  fringe  contrast  is  lower  than 
the  theoretical  value  near  the  first  maximum  because  the  fringe  contrast  is  degraded 
by  the  finite  size  of  the  entrance  apertures,  and  the  demodulation  of  the  fringes  by  the 
detection  slit  is  less  than  1.  In  the  region  near  the  first  maximum,  noise  was  generally 
not  significant.  At  the  second  maximum,  the  measured  fringe  contrast  was  high  be¬ 
cause  of  the  contribution  of  the  noise  to  the  measured  signal.  The  false  fringe  contrast 
measured  at  extinction  separation  is  a  measure  of  the  noise  level  of  the  system. 
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Figure  21.  Fringe  Contrast  As  Function  of  Slit  Separation 
for  Several  Angular  Source  Sizes 


DETECTION  CAPABILITIES  OF  FRINGE  DETE  .7 TOR 


For  the  measurements  made,  the  signal-to-noise  ratio  can  be  shown  to  be 

„  FC \fiT 

S  _  _ e_ 

^  ’  ksKf 

where  FC  is  the  fringe  contrast,  S  is  the  signal  of  the  envelope,  and  k  is  a  constant 
of  the  phototube  in  question.  Usinjf  this  formula  we  plotted  the  solid  line  in  Figure  22 
as  a  prediction  of  the  noise  level  for  each  level  of  incident  radiation  in  watts  per  centi¬ 
meter  squared.  We  derived  this  from  the  known  brightness  of  the  mercury  arc  source 
as  specified  by  the  manufacturer  and  from  the  noise  level  at  extinction  separation  for 
the  1.  96  x  10~5  source.  This  noise  level  is  the  fringe  contrast  in  watts  per  '  mtimeter 
squared  that  can  be  detected  at  a  signal-to-noise  ratio  of  1.  Any  combination  of  fringe 
contrast  and  watts  per  centimeter  squared  lying  in  the  upper  right-hand  part  of  the 
graph  can  be  detected  with  this  system.  The  circled  data  points  are  the  noise  levels 
for  various  intensities  measured  with  different-sized  sources.  These  data  points  seem 
to  be  in  excellent  agreement  with  the  predicted  curve.  To  further  support  these  data, 
we  studied  the  6. 55  x  10“^  source  with  0. 3,  0.  8,  and  1.  6  neutral  density  filters  in 
front  of  the  source  (see  Figure  23).  The  results  here  are  also  shown  as  circled  points 
in  Figure  22.  The  dotted  line  in  the  first  graph  represents  what  can  be  done  with  the 
best  available  phototube  (cooled,  and  so  forth),  which  would  be  about  a  factor  of  20 
better  than  our  tube 

Figure  24  shows  the  fringe  contrasts  at  D  =  0. 67  cm  measured  for  various-sized 
sources.  This  demonstrates  that  the  angular  source  size  can  be  predicted  from  a  single 
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Figure  22.  Performance  of  Fringe  Detector 
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Figure  23.  Measurement  of  Angular  Source  Size  for 
Various  Source  Brightnesses 


Figure  24.  Angular  Size  of  Source  As  Function  cf 
Fringe  Contrast  for  D  =  0.  67  cm 
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measurement  of  fringe  contrast.  This,  of  course,  allows  the  use  of  a  fixed  aperture 
separation  and,  hence,  a  constant  spatial  fringe  frequency,  which  in  turn  would  lead 
to  improved  sensitivity  for  the  instrument  since  a  grating  could  be  used  instead  of  a 
slit. 

Outside  Noise  Sources 


The  five  types  of  outside  noise  sources  considered  are  atmospheric  turbulence, 
vibration  or  movement  of  the  detector,  image  motion,  brightness  fluctuations  in  the 
target,  and  background  illumination. 

Atmospheric  turbulence,  movement  of  the  detector,  and  image  motion  are  similar 
in  that  they  all  produce  phase  modulation  of  the  ac  signal  coming  out  of  the  phototube. 

All  three  sources  of  noise  cause  apparent  image  motion,  which  causes  the  fringe  field 
to  move  about  on  the  slit.  The  frequency  and  amplitude  of  this  unwanted  fringe  motion 
is  transformed  by  the  rotating  reflector  and  the  detection  slit  into  a  phase  modulation  of 
the  signal.  The  bandwidth  of  the  fringe  detector  with  respect  to  these  phase  modulations, 
however,  is  much  less  than  the  quoted  value  of  250  cps  because  of  the  manner  in  which 
the  fringe  contrast  was  measured.  As  previously  discussed,  the  fringe  contrast  given 
by  the  oscilloscope  trace  is  determined  by  locating  the  envelope  of  Imax  and  Ijnin  an<* 
measuring  the  fringe  contrast  from  this  envelope  rather  than  trying  to  resolve  the  con¬ 
trast  of  single  fringes.  There  is  no  direct  way  in  which  the  phase  modulation  can 
affect  the  envelope  of  the  amplitude  of  the  ac  signal,  although  phase  modulation  can 
affect  the  apparent  contrast  of  a  single  fringe.  An  alternative  way  to  look  at  this  problem 
is  to  note  that  since  the  envelope  is  an  average  of  10  to  100  cycles  of  the  100  cps  signal 
(depending  on  aperture  separation)  the  actual  bandwidth  of  the  system  is  25  to  2.  5  cps 
rather  than  250  cps.  Since  this  bandwidth  is  so  narrow,  phase  modulation  noise  is 
generally  negligible.  To  verify  this,  artificial  turbulence  \  oduced  by  a  hot  wire  and 
a  high-pressure  gas  nozzle  were  used  to  introduce  turbulence.  Although  the  fringes 
could  not  be  seen  with  the  viewing  eyepiece  because  of  the  vibration  of  the  fringe  field, 
the  measurements  of  a  6. 55  x  10"^  radian  source  both  at  a  fringe  contrast  of  0.  4  and  at 
extinction  separation  agreed  within  experimental  error  with  the  measurements  made 
when  no  turbulence  was  present. 

Fluctuations  in  brightness  of  the  source  are  a  nonlinear  source  of  noise,  since  the 
signal-to-noise  ratio  is  proportional  to  the  square  root  of  the  source  brightness.  Bright¬ 
ness  fluctuations  will  also  create  false  fringes  in  that  the  dc  signal  output  of  the  phototube 
will  change  with  the  source  brightness  fluctuations.  It  is  clearly  possible  for  source 
brightness  fluctuations  of  the  proper  frequency  to  generate  a  fringe  pattern  where  the 
fringe  contrast  is  actually  equal  to  zero.  This  production  of  apparent  fringes  may  be 
combatted  by  discrimination  techniques  that  independently  monitor  the  brightness  of 
the  source  with  a  second  channel  and  electronically  correct  the  fluctuating  intensity  of 
what  should  be  the  dc  part  of  the  signal  coming  from  the  phototube.  The  fluctuating 
signal-to-noise  ratio  will  still  be  present,  however,  and  will  contribute  to  inaccuracies 
in  the  measurement  related  to  those  frequency  components  of  the  fluctuating  signal  that 
are  within  the  electrical  bandpass  of  thv.  system.  Since  the  shot  noise  is  proportional  to 
the  square  root  of  the  source  brightness,  and  since  the  shot  noise  increases  the  apparent 
fringe  contrast  in  this  type  of  measurement,  the  minimum  fringe  contrast  which  may  be 
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measured  when  using  discrimination  techniques  will  fluctuate  with  the  source  brightness. 
The  effective  bandwidth  for  this  type  of  noise  can  be  reduced  to  2. 5  cps  in  the  same 
manner  as  the  phase  fluctuations  if  the  discrimination  techniques  employed  are  sufficiently 
accurate.  These  changes  in  shot  noise  have  been  verified  experimentally  by  varying 
the  intensity  of  the  light  source  with  neutral  density  filters  as  discussed  under 
"Performance  of  Fringe  Detector"  (p.  25).  There  the  signal-to-noise  ratio  was  ob¬ 
served  to  vary  as  the  square  root  of  the  source  brightness  as  described  above. 

Background  illumination  introduces  noise  in  the  form  of  an  increase  in  the  dc 
component  of  the  signal  and  an  increase  in  the  shot  noise  of  the  phototube.  The  increase 
in  the  dc  signal  is  proportional  to  the  background  illumination.  The  increase  in  the 
dc  component  can  be  compensated  in  the  same  maimer  as  the  flucti  ting  source 
intensity  with  an  additional  channel  to  monitor  the  background  illumination.  This 
additional  channel  can  also  compensate  for  fluctuating  background  illumination.  The 
increase  in  shot  noise  has  the  apparent  effect  of  increasing  the  equivalent  noise  input 
(ENI)  of  the  phototube,  thus  reducing  the  sensitivity.  Designing  the  fringe  detector 
with  the  smallest  detecting  area  consistent  with  other  requirements  limits  the  field  of 
view  of  the  instrument  and,  hence,  reduces  the  effects  of  background  illumination  to 
a  minimum.  Both  of  these  effects  of  background  illumination  were  well  established 
during  the  experimental  phase  of  this  program. 
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SECTION  V 


COMPARISON  OF  TELESCOPE  AND  INTERFEROMETER 


This  section  reviews  the  known  advantages  of  the  single-mirror  telescope  and  the 
Micheison  stellar  interferometer  and  defines  those  parameters  that  must  bo  measured 
to  establish  the  relative  usefulness  of  each  type  of  instrument,  with  particular  attention 
to  adverse  atmospheric  effects. 

Although  a  single-mirror  telescope  can  obtain  the  same  information  as  the  inter¬ 
ferometer,  the  interferometer  has  several  advantages.  The  most  obvious  is  in  the 
measurement  of  sources  whose  image  is  smaller  than  the  diffraction  limit  of  the  tele¬ 
scope.  In  this  case  no  measurement  can  be  made  by  the  telescope.  The  interferometer 
has  no  such  limit  and  could  therefore  measure  the  angular  size  and  position  of  any  n- 
coherent  source.  The  mechanical  stability  or  energy  losses  of  a  particular  instrument 
might,  however,  dictate  a  practical  lower  limit  on  angular  size. 

In  the  common  range  of  measurement,  the  interferometer  is  again  advantageous 
when  the  measurement  must  be  made  through  a  turbulent  medium  such  as  the  atmos¬ 
phere  because  the  effects  of  the  medium  on  the  interferometer  are  of  a  different 
character  than  those  on  the  telescope.  We  can  broadly  divide  the  atmospheric  effects 
into  three  categories:  1.  fluctuations  of  image  intensity,  2.  fluctuations  in  the  image 
size,  ar  3.  fluctuations  in  the  apparent  position  of  the  image.  These  variavions  are 
characterized  by  their  amplitude  and  frequency  distribution. 

Fluctuations  in  the  intensity  represent  a  fluctuating  signal  for  both  instruments. 

In  the  interferometer,  a  signal  from  an  independent  observation  of  the  source  intensity 
could  be  coupled  to  the  instrument  amplifier  gain  and  could  thus  maintain  the  output 
signal  level.  We  must  now  distinguish  two  cases  to  determine  the  overall  effect.  If 
the  instrument  is  li^  ' Tr  ..o.se  from  the  signal,  then  the  signal-to-noise  ratio  will 
not  be  affected  an  .  tne  feedback  loop  will  compensate  for  the  brightness  variation.  If 
the  instrument  is  limited  by  background  noise,  either  dark  current  or  ambient  illumination, 
then  the  signal -to -noise  ratio  will  not  be  constant  and  the  feedback  loop  will  maintain  the 
signal  at  the  expense  of  introducing  a  fluctuating  noise  component.  The  net  result  in 
this  case  will  be  an  increase  in  the  effective  noise  if  the  fluctuations  are  within  the 
measurement  bandwidth,  otherwise  they  will  be  filtered  out.  In  the  telescope  the 
measurement  accuracy  will  be  maintained  unless  the  fluctuations  are  either  of  such 
magnitude,  or  occur  at  such  a  rate,  as  to  cause  operator  fatigue. 

Changes  in  apparent  image  size  are  due  to  distortions  in  the  wavefront  as  it  trans¬ 
verse**  the  medium.  These  changes  allow  only  a  measurement  of  the  average  size. 

The  interferometer  is  not  susceptible  to  this  difficulty  directly  but  will  be  affected  by 
changes  in  the  correlations  of  the  fields  at  a  pair  of  points.  It  is  difficult  to  compare 
the  relative  magnitudes  of  these  effects,  since  relatively  little  information  is  available 
on  the  latter  problem. 


Changes  in  the  apparent  image  position  can  be  caused  by  either  the  turbulent  medium 
or  improper  tracking.  The  problem  is  one  of  relative  motion,  and  the  discussion  of  the 
effects  applies  for  either  cause.  In  the  interferometer,  this  motion  causes  undesirable 
variations  in  the  signal  level.  Only  those  variations  whose  frequencies  are  within  the 
bandwidth  of  the  instrument  will  affect  its  performance  and  constitute  an  additional 
source  of  noise.  In  the  telescope,  both  the  frequency  and  amplitude  of  the  fluctuations 
will  affect  the  degree  of  degradation  and,  since  no  filtering  is  available,  no  measure¬ 
ment  can  be  made  if  the  fluctuations  have  components  faster  than  the  resolution  time  of 
the  eye. 

A  final  effect  of  atmospheric  transmission  is  the  loss  of  contrast  with  range.  Since 
the  ambient  level  does  not  depend  on  the  target  range,  this  loss  of  contrast  reflects  a 
loss  in  signal  energy.  This  energy  is  unavailable  regardless  of  the  type  of  instrument 
used. 

In  order  to  establish  the  relative  usefulness  of  the  two  instruments,  atmospheric- 
induced  source  motion,  reduction  in  spatial  coherence,  ambient  background  illumination, 
and  brightness  fluctuations  must  be  studied.  For  a  proper  comparison,  tracking  accuracy 
must  also  be  considered. 
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SECTION  VI 


INVESTIGATION  OF  PIE-SHAPED  SOURCES 


The  method  of  measuring  angular  sizes  of  small  circular  sources  with  a  Michelson 
stellar  interferometer  (by  measuring  the  beam  separation  for  which  the  fringe  contrast 
goes  to  zero)  is  well  established.  1  However,  while  a  similar  analysis  may  be  applied 
to  pie-shaped  sources,  it  is  considerably  more  complicated  because  of  the  rotational 
asymmetry  of  the  source  and  other  factors  such  as  orientation  and  a  nonuniform  in¬ 
tensity  distribution.  Hence,  this  investigation  was  undertaken  to  determine  the  fea¬ 
sibility  of  using  a  Michelson  stellar  interferometer  to  study  pie-shaped  sources.  In 
particular,  calculations  of  the  fringe  contrast  or  equivalent  [y^!  were  made  and 
experimentally  verified. 


THEORY 

In  a  Michelson  stellar  interferometer,  partially  coherent  quasi -monochromatic 
illumination  from  a  small  distant  source  falls  upon  two  small  apertures  placed  at  Pj^ 
and  P0  (Figure  25). 


Figure  25.  Notation  of  the  van  Cittert-Zemike  Theorem 


The  two  beams  when  brought  together  form  cosine  interference  fringes  (see  Appendix 
I)  of  the  form 


I,  +  L 


!7i2(0)!  cos  2 


kdy 

f 


(1) 


where  I^  and  I2  represent  the  intensity  of  the  source  falling  on  Pi  and  P2,  respec¬ 
tively,  and  yi2(o)  is  the  complex  degree  of  coherence  of  the  two  light  beams  at  P^ 
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and  P2  (y12(o)  will  subsequently  be  referred  to  as  justy^)-  The  fringe  contrast 
(FC)  defined  by 


FC  = 


I  -  I  i 

max  min 

I  4-  I  . 

max  min 


(2) 


is  equal  (for  L  =  I2)  to  jyj^l  ■  Henco,  as  the  aperture  separation  is  varied,  lyjJ 
may  be  mappea  out  for  all  pairs  of  points  and  P2  along  a  given  line  associated 
with  some  particular  angle  of  orientation  of  the  source.  As  will  be  shown,  | T12 1  *n" 
herently  depends  upon  the  source  characteristics  (i.e.,  size,  shape,  orientation,  and 
overall  intensity  distribution)  and,  hence,  varies  significantly  for  circular  and  pie¬ 
shaped  sources. 

Theoretically,  ]y^2|  may  be  calculated  by  application  of  the  van  Cittert-Zernike 
theorem.  According  to  this  theorem,  if  the  linear  dimensions  of  the  source  and  the 
separation  of  the  points  P^  and  P2  are  small  compared  with  the  distance  of  these 
points  from  the  source,  the  degree  of  coherence  [712!  *s  giv®n  by  the  absolute  value 
of  the  normalized  Fourier  transform  of  the  intensity  distribution  over  the  source.  * 
Using  the  notation  of  Figure  25,  we  may  write  |"/i 2 1  as  follows 


-ik(p|  +  q?7) 


Y12 


'  yy  i<s,»)e  d{  do 

a _ 

yy  1(4, >1)  df  dr) 

a 


(3) 


where 

(£,tj)  =  coordinates  of  a  point  in  the  source  plane 

(x,  y)  s  coordinates  of  a  point  in  the  plane  of  P^  and  Pg 

4/  s  phase  differences  2n  (R1  -  R2)/\ 
p  s  (xx  -x2)R 

q  =  (Yi  -  y2)R  • 


When  considering  sources  with  circular  symmetry  it  is  easier  to  write  Eq.  (3)  in 
polar  coordinates.  Making  the  substitutions: 


£  =  p  cos  9 
17  =  p  sin  9 


p  =  w  cos  Q? 
q  =  w  sin  q? 


(4) 
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yields 


a  6/2 

j  I(3,0)e"ikpu’coste'<‘,>+'#')!  pdode 
o  -6/2 _ 


12 


a  6/2 

j  J  pdpde 

o  -6/2 


(5) 


where  a  is  the  radius  of  the  cone  and  6  the  cone  angle.  The  denominator  when  evalu¬ 
ated  is  equal  to  a.^6/2.  Note  that  in  this  equation  0  represents  the  angle  of  orientation 
shifted  from  c p  . 

Early  in  the  progT-am,  attempts  were  made  to  evaluate  Eq.  (5)  in  closed  form  for 
I(p,  9)  =  c.  (The  Fourier  transforms  cf  some  cone  shaped  objects  are  known2’ 2  but 
do  not  include  the  cases  of  interest,  i.e.  a  10°  cone  of  varying  intensity  distr1”  s.) 
Whereas  a  circular  source  yields  a  simple  expression  independent  of  orientation, 

Eq,  (5)  becomes  an  infinite  series  of  the  form 


y12  =  ce<e 


Jjlkau)  x  y  n 

2  ~  kaeu~~  +  0  2  /j  ^  Sin  n  ^  C0S  2n(6  +  V)  x 
n=  1 


OO 


I 


2n  +  2k  +  1 
(n  +  k)(n  +  k  +  i) 


J2n  +  2k  +  rkaa;^ 
kaw 


OO 


n  =  0 


(-l)n 


4>  cos  (2n  +  1)(6  +{p)  X 


(6) 


I 


k-0 


_ r(n  +  k  +  1)  J2n+  2k+  2^aCtJ^ 

(2n  +  2k  +  J)(2n  +  2k  +  3)  kau> 


where  Jn(katu)  denotes  a  Bessel  function  of  order  n. 

Because  of  the  complexity  of  the  integral  in  Eq.  (5)  and,  alternately,  the  above 
closed  form  solution,  we  were  forced  to  use  a  computer  to  evaluate  ly^!  •  In  this 
context  it  appeared  somewhat  easier  and  definitely  more  accurate  to  program  the 
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original  integral.  It  should  be  noted  that  the  latter  solution  contains  infinite  series 
of  Bessel  functions  which  do  not  converge  very  rapidly,  and  considerable  error  would 
probably  result  from  truncating  the  series  to  fit  the  limitations  of  computer  time. 
Furthermore,  numerical  evaluation  of  Bessel  functions  is  also  a  more  lengthy  process 
by  computer.  The  advantage  o*.  choosing  a  straight  integral  approach  is  further  height¬ 
ened  when  proceeding  from  the  case  of  uniform  illumination  to  the  case  of  zones  of 
varying  intensity. 

Hence,  one  aspect  of  this  program  has  been  the  design  of  a  computer  program 
to  calculate  | T12 1  ^or  a  pie-shaped  source  as  a  function  of  size,  shape,  orientation, 
and  distribution  of  intensity  from  Eq.  (5),  which  will  be  discussed  in  more  detail  in 
the  next  section.  To  verify  the  computer  results,  an  analog  experiment  was  performed 
by  optically  viewing  the  Fourier  transform  of  a  pie -shaped  source  in  a  coherent  diffrac¬ 
tion  system. 


COMPUTER  CALCULATIONS 

For  computer  calculating  purposes,  the  integral  of  Eq.  (5)  .nay  be  replaced  by  a 
summation  over  i  and  j  of  the  intensity  at  the  discrete  points  (p{,  9j), 


M  N 


Tl2(^  <*)  = 


a  a  i 


I  I  W, 


-ikp.u  cos  /  9.  -  a  \ 

^  *  1  i  J  > 


p.Ap^A9. 


1=1  j=l 


where  a  equals  <p  +  0,  the  angle  of  orientation  of  the  cone  axis  with  respect  to  a  line 
joining  the  two  apertures. 

In  the  following  calculations,  a  constant  intensity  distribution  is  assumed  in  the 
9  direction  across  the  source,  so  that  I(pj,  9  A  becomes  simply  I(pj).  The  distribu¬ 
tion  in  the  radial  direction  was  divided  into  tnree  segments  (Figure  26),  each  of 


Figure  26.  Intensity  Distribution 
Over  the  Cone 
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constant  intensity.  The  quantities  B  and  B'  ay  functions  of  the  radii  r^,  rg,  and  rg 
therefore  define  the  nonuniform  intensity  distribution.  The  radii  r,  and  r^  were 
fixed  at  1/40  *3  and  39/40  rg,  respectively,  and  the  cone  angle  at  10°.  The  ratio  of 
the  relative  intensities  B'/B  were  given  values  of  1,  10,  and  100.  Once  the  cone 
angle  is  fixed,  a  change  in  rg  by  a  constant  A  will  inversely  change  the  scale  of  |  Yl 2 ^ 
to  cu/A. 

In  dealing  with  computer  programs,  one  is  always  faced  with  the  problem  of 
whether  the  input  and/or  output  data  is  being  sampled  sufficiently.  In  the  case  of 
taking  a  Fourier  transform  with  x  and  y  coordinates  in  the  source  plane  and  co¬ 
ordinates  p  and  q  in  the  transform  plane,  the  sampling  theorem^  is  an  adequate  guide. 
Then 


_  1 

^max  2  Ax 

(7) 

q  *  J- 

max  2Ay  ’ 


The  maximum  values  of  p  and  q  that  can  be  accurately  calculated  in  the  transform 
plane  are  thus  simply  related  to  the  sampling  intervals  of  the  input  data.  A  similar 
relation  has  ^en  developed  by  Gabor®  for  the  case  where  the  areas  of  interest  in  the 
source  and  transform  planes  are  circular  and  the  intensity  in  the  source  may  be  re¬ 
presented  by  a  summation  of  Bessel  functions.  Gabor's  result  is  not  applicable  to 
the  present  approach  (Eq.  (5))  and  hence  a  rough  estimate  of  (7)  was  applied  by  letting 
Ax  and  Ay  e  ual  the  largest  sampling  distances  used,  corresponding  to  r3A9.  The 
largest  value  of  a;  which  can  then  be  accurately  calculated  is  more  than  adequate  for 
all  angles  of  o'. 

The  following  graphs,  Figures  27  to  35,represent  1 V12 1  (normalized)  for  the 
noted  values  of  cone  orientation  (a),  and  ratio  of  the  intensities  of  the  segments 
(B'/B).  The  fringe  contrast  (or  IT12 1 )  *s  pl°ttecl  in  each  case  as  a  function  of  the 
generalized  coordinate,  oj,  which  is  equal  to  the  aperture  separation  times  a  nor¬ 
malization  constant  R/r3  .  For  details  of  the  computer  program,  see  Appendix  II. 
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Figure  28.  Fringe  Contrast  1 7^1  As  Function  of 
w  for  a  =  90°,  B'/B  =  1 
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Figure  29.  Fringe  Contrast  |7^o|  As  Function  of 
u  for  o'  =  90°  ±  5°,  B'/B  =  1 
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Figure  30.  Fringe  Contrast  |  Function  of 

w  for  a  =  0°,  B'/B  =  10 
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Figure  31.  Fringe  Contrast  1 712|  As  Function  of  w  for 
Qf  =  90°,  g'/B  =  10 
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trast  !  7i  2 1  As  Function  of 
fc  5°,  B'/B  =  10 
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Figure  33.  Fringe  Contrast  |  Y12l  As  Function  of  o>  for  a  =0°,  B/B=  100 
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Figure  34.  Fringe  Contrast  | 

a  =  90°,  B'/B  = 


|  As  Function  of  w  for 
=  100 
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Figure  35.  Fringe  Contrast  |  y12 1  As  Function  of  co  for 
a  =  90°  ±  5°,  B'/B  =  100 
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EXPERIMENT 


To  verify  the  calculated  values  of  Ivio!  *  1116  f°llowing  experiment  was  performed. 
A  10°  cone,  0. 5  mm  high,  illuminated  with  laser  light  provided  a  coherently  illumi¬ 
nated  source.  This  illuminated  cone  was  Fourier-transformed  by  standard  optical 
techniques  and  the  result  was  recorded  on  film.  Microdensitometer  traces  of  the  film 
were  then  compared  with  the  calculated  data. 

The  cone  was  constructed  by  drilling  a  number  of  1  mm  holes  in  brass  shim 
stock  0. 005  in.  thick  and  selecting  the  best  hole.  A  cone  was  then  formed  by  laying 
two  pieces  of  aluminum  sheet  over  the  hole  at  a  10°  angle;  the  point  of  the  angle 
formed  was  centered  in  the  1  mm  hole.  The  two  straight  edges  involved  were  formed 
by  folding  thin  sheets  of  aluminum.  After  trying  several  techniques  including  razor 
blade  edges,  folded  aluminum  was  found  to  provide  the  best  results.  The  entire  cone 
assembly  was  mounted  on  a  microscope  slide.  A  photomicrograph  of  the  cone  is 
shown  in  Figure  36. 


Figure  36.  Micrograph  of  Pie -Shaped  Source  (100X) 

The  cone  was  illuminated  with  laser  light  with  a  coherence  interval  of  7  mm. 
Since  the  largest  dimension  of  the  cone  was  only  0. 5  mm,  the  cone  was  essentially 
coherently  illuminated.  The  cone  aperture  was  transformed  by  using  a  10  in.  focal 
length  lens  in  the  standard  configuration  shown  in  Figure  37.  The  transform  was 
recorded  on  plus-X  film  and  traced  with  a  microdensitometer.  An  enlarged  picture 
of  the  transform  is  shown  in  Figure  38.  Slignt  asymmetries  in  the  transform  were 
attributed  to  the  fact  that  the  focal  plane  of  the  lens  is  not  perfectly  flat.  Initial  ex¬ 
periments  using  a  mercury  arc  lamp  to  illuminate  the  cone  provided  substantially 
poorer  results  than  the  laser,  since  the  mercvry  arc  lamp  is  not  as  bright  as  the 
laser  and,  as  a  result,  focusing  was  more  difficult. 
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PIE-SH4PED 

APERTURE 


PHOTOGRAPHIC 


Figure  37.  Optical  System  Used  to  Transform 
Cone-Shaped  Aperture 


Figure  38.  Enlarged  Micrograph  of  Trans¬ 
form  of  Pie -Shaped  Source 
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Because  a  coherent  diffraction  system  was  used,  the  desired  Fourier  transform 
is  represented  in  amplitude  and  therefore  the  recorded  data  in  intensity 's  equal  to 
’.  To  nake  a  comparison  of  experimental  and  calculated  data,  it  was  there¬ 
fore  necessary  to  square  the  calculated  values.  The  resuming  curves  are  shown  in 
Figures  39  to  41  along  with  the  microdensitometer  traces  of  the  experimental  data. 

There  appears  to  be  good  qualitative  agreement  between  the  calculated  and  ex¬ 
perimental  data  shown.  No  attempt  was  made  to  find  quantitative  agreement,  for 
instance,  of  the  relative  values  of  the  maxima  because  of  the  nonlinearity  of  the 
film  record  at  high  and  low  intensities.  However,  the  positions  of  maxima  and 
minima  agree  to  well  within  5%. 


Figure  39.  Experimental  and  Theoretical 
Results  for  for  =  0° 
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Figure  40.  Experimental  and  Theoretical  Results  for 
|  for  cp  =  90°±  5° 
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SECTION  VII 


CONCLUSIONS  AND  RECOMMENDATIONS 


SUMMARY 

The  feasibility  of  an  electronic  fringe  detector  has  been  firmly  established.  A 
fringe  detector  operating  in  conjunct!  jn  with  a  Fizeau  interferometer  has  been  designed, 
constructed,  operated,  and  tested  in  the  laboratory.  Methods  for  analyzing  the  detect¬ 
ing  system  output  have  been  established  to  optimize  the  sensitivity  of  the  fringe  detector 
from  the  standpoint  of  noise  and  discrimination  techniques.  The  atmospheric  noise 
inputs  that  degrade  the  resolution  capabilities  of  both  telescopes  and  interferometers 
have  been  analyzed,  and  the  appropriate  atmospheric  research  required  has  been  defined. 
The  possible  use  of  a  Michelson  stellar  interferometer  to  analyze  the  characteristics 
of  pie-shaped  sources  has  been  analyzed  by  both  a  theoretical  computer  study  and  an 
experimental  study.  The  pie-shaped  source  proved  to  have  characteristics  that  are  not 
particularly  compatible  with  a  Michelson  stellar  interferometer. 

FRINGE  DETECTOR 

A  Fizeau  interferometer  fringe-detector  combination  was  constructed  with  variable 
separation  apertures  that  can  be  adjusted  from  0. 6  to  6  cm.  Aperture  height  was  main¬ 
tained  at  0. 1  times  the  separation.  These  apertures  were  in  front  of  a  200  in.  focal 
length  optical  system,  which  was  used  to  produce  a  fringe  pattern  by  superimposing  the 
partially  coherent  light  entering  the  two  apertures.  The  fringe  pattern  was  reflected 
by  a  rotating  reflector  and  focused  onto  a  single  slit  immediately  in  front  of  a  phototube. 
The  rotating  reflector,  single  slit,  and  phototube  combine  to  transform  the  spatially 
varying  intensity  pattern  of  the  fringe  field  into  a  time-varying  voltage  signal  displayed 
on  an  oscilloscope  face.  The  oscilloscope  trace  was  photographed  and  analyzed  to 
determine  fringe  contrast. 

The  performance  capabilities  of  the  fringe  detector  are  shown  in  Figure  22  (p.  29), 
which  plots  the  fringe  contrast  required  for  detection  as  a  function  of  watts  per  centi¬ 
meter  squared  incident  on  the  fringe  d<  ector.  This  is  a  general  curve  for  any  source 
in  that  the  source  brightness,  size,  and  source -to-interferometer  distance  can  be  com¬ 
bined  and  expressed  as  watts  per  centimeter  squared  incident  on  the  fringe  detector. 

There  are  four  ways  in  which  the  performance  of  the  fringe  detector  can  be  signi¬ 
ficantly  improved  in  terms  of  sensitivity.  If  a  grating  instead  of  a  slit  were  used  to 
demodulate  the  fringes,  a  factor  of  5  to  1C  could  be  gained  in  sensitivity.  A  more 
sophisticated  phototube  (cooled)  could  provide  a  factor  of  20  improvement  in  sensitivity. 

If  the  design  of  the  entrance  aperture  were  optimized  for  the  particular  application  of 
interest,  it  could  provide  a  factor  of  5  improvement.  A  further  gain  in  sensitivity  could 
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be  obtained  by  using  long  slits  and  a  cylindrical  lens  as  discussed  under  "Other  Systems 
Considered"  (p.  7).  This  system  would  be  useful  only  if  measurement  of  fringe  con¬ 
trast  at  a  single  aperture  separation  were  required.  Overall,  an  ultimate  fringe  detector 
could  be  as  much  as  500  to  1000  times  as  sensitive  as  this  instrument. 

The  following  considerations  and  problems  are  involved  in  designing  and  constructing 
the  optimum  instrument.  The  integrals  involved  in  designing  the  optimum  configuration 
for  the  variable  separation  apertures  could  only  be  evaluated  on  a  computer,  if  then.  A 
single  grating  cannot  be  used  with  variable  separation  apertures  because  the  optical 
design  required  (zoom  lens)  is  impractical  over  the  range  of  aperture  separations  re¬ 
quired.  Either  the  grating  must  be  changed  or  a  number  of  fringe  detectors  operating 
in  parallel  must  be  used  to  measure  fringe  contrast  at  diffe  'ent  aperture  separations. 

To  maximize  phototube  sensitivity,  the  phototube  must  be  cooled;  it  must  have  an  optical 
response  matched  to  the  source;  and  it  must  have  a  photoemissive  surface  whose  area  is 
as  small  as  possible  consistent  with  the  area  of  the  grating.  A  specially  designed  photo¬ 
tube  such  as  the  phototube  with  the  grating  behind  the  photoemissive  surface  as  described 
in  "Design  Criteria"  (p.  3)  may  be  required.  If  the  interferometer  is  to  operate  under 
conditions  where  the  brightness  of  the  source  is  fluctuating,  or  if  there  is  an  ambient 
background  illumination  present,  then  additional  channels  will  be  required  as  discussed 
under  "Outside  Noise  Sources"  (p .  31). 

COMPARISON  WITH  TELESCOPE 

In  addition  to  higher  resolution,  the  interferometer  has  advantages  over  the  single¬ 
mirror  telescope  in  that  it  can  electrically  filter  out  part  of  the  noise  due  to  image  motion 
and  ambient  background  illumination.  The  telescope  can  probably  equal  or  surpass  the 
interferometer  when  the  source  intensity  is  fluctuating.  The  important  atmospheric 
parameters  to  study  to  compare  the  interferometer  to  the  telescope  are  image  motion 
and  reductions  in  the  complex  degree  of  coherence  due  to  atmospheric  turbulence  as 
well  as  ambient  sky  illumination  and  atmospheric  induced  image  motion. 

PIE-SHAPED  SOURCES 

From  the  calculated  values  of  fringe  contrast,  |  ,  we  may  conclude  that  the  use 

of  a  Michelson  stellar  interferometer  to  study  pie-shaped  sources  is  more  difficult  than 
for  simple  circular  sources.  One  reason  is  that  |  T12I  does  not  possess  well-defined 
zeros,  or  maxima,  which  may  be  directly  related  to  any  one  source  characteristic  such 
as  radial  or  angular  size.  Also,  even  where  a  distinct  and  measurable  pattern  is 
apparent  which  might  be  related  to  all  the  characteristic  parameters  of  the  source,  the 
wide  differences  in  int~  'jsity  values  or  the  extreme  minuteness  of  detail,  and  the  lower 
overall  illumination  *  l  iable  (compared  to  a  circular  source)  demand  a  very  sensitive 
recording  instrument. 
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APPENDIX  I 


THE  MICHELSON  STELLAR 


INTERFEROMETER 


The  construction  of  the  Michelson  stellar  interferometer  is  shown  in  Figure  42. 
The  inner  mirrors,  M2  and  Mg,  are  fixed,  while  the  outer  mirrors,  Mi  and  M4,  are 
symmetrical^  movable  and  perpendicular  to  axis  OA.  Light  from  the  distance  sou  ice, 
after  reflection  by  the  mirrors,  passes  through  the  vwo  apertures  Sj  and  S2,  and  into 
the  telescope  objective.  The  separation  of  the  two  beams  is  given  by  the  separation 
of  the  two  mirrors  Mi  and  M4,  and  this  separation  can  be  made  much  larger  than  the 
aperture  of  the  objective.  Because  the  fringe  contrast  as  a  function  of  beam  separa¬ 
tion  is  inversely  related  to  the  object  size,  the  smallest  angular  diameter  that  may 
be  measured  for  simple  objects  is  determined  here  by  the  maximum  possible  separa¬ 
tion  of  the  outer  mirrors  and  not  by  the  diameter  of  the  objective.  When  the  mirrors 
are  removed,  the  system  collapses  to  the  simple  Fizeau  interferometer,  where  the 
smallest  angular  diameter  measurable  is  determined  by  the  aperture  .  eparation  rather 
than  the  separation  of  the  outer  mirrors.  The  Michelson  system  therefore  allows 
measuremer.3  of  much  smaller  angular  diameters  for  a  given  lens  diameter  than  the 
Fizeau  system. 


Figure  42,  Schematic  Diagram  of  the  Michelson  Stellar  Interferometer 


The  following  is  an  analysis  of  the  Fizeau  system,  but  it  may  be  readily  extended 
to  that  of  Michelson.  However,  before  analyzing  the  system  in  Figure  42,  we  must 
cocrider  a  few  pertinent  definitions  from  coherence  theory.  For  an  extensive  treat¬ 
ment  of  coherence  theory,  see  Refs.  1  and  6. 
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BASIC  DEFINITIONS 


MUTUAL  COHERENC  E  FUNCTION 


The  basic*  entity  in  the  theory  of  partial  coherence  is  the  mutual  coherence  func¬ 
tion  r12(T),  '  ;r  points  x,  and  x2,  which  may  be  defined  by 


F,  ,(r)  =  r 


(— 1’— 2’  T) 


v  (S2.t+r)> 


(1) 


Here  the  nderscore  denotes  position  vector,  the  asterisk  a  complex  conjugate,  and 
the  sharp  brackets  indicate  a  long  time  average"!" 

T 

<*>  =  T'^„  w  y fdt  •  <2> 

-T 


In  (1)  V  is  the  analytic  signal  associated  with  the  optical  disturbance,  which  we  as¬ 
sume  to  be  a  single  Cartesian  component  of  the  electric  field  vector.  In  terms  of  the 
mutual  coherence  function,  the  complex  degree  of  coherence  7^2(t)  is  defined  as 


Yl2(T) 


^12^ _ 

Jr^oTT^o) 


(3) 


It  should  be  noted  that  the  complex  degree  of  coherence,  like  the  mutual  coher¬ 
ence  function,  is  in  general  a  function  of  seven  variables,  six  position  coordinates 
and  the  time -delay  coordinate  r. 

The  treatment  of  problems  involving  partially  coherent  lig;-*.  involves  the  solu- 
tic  .  of  the  two  wave  equations: 


o  i  32ri2(r) 

12^  “2  2  (s  -  1,2)  ,  (4) 

c  9t 

2 

where  Vg  denotes  the  Laplacian  operator  in  the  coordinates  of  the  por nt  xs.  A  typi¬ 
cal  problem  involves  determining  the  mutual  coherence  in  the  source  or  object  plane, 
solving  (4)  to  obtain  the  mutual  coherence  on  a  later  surface  such  as  me  image  plane, 
and  then  recovering  the  intensity,  I,  in  the  plane  of  interest  from  th3  relation 

!(-l)  =  r  (Xj.Xj.O^  .  ,5) 

^Equation  (2)  is  equival  .ir.i  to  the  definition  introduced  by  Wolf,  though  in  a  slightly 
different  form. 


Equation  (5)  follows  directly  from  the  definition  of  the  mutual  coherence  function 
and  the  properties  of  the  analytic  signal . 

For  a  large  class  of  problems  the  theory  outlined  in  the  preceding  paragraph 
may  be  greatly  simplified.  These  problems  are  characterized  by  the  quasi - 
monochromatic  approximations,  which  are  stated  as 


where  Ax  is  the  spectral  width  and  x  the  mean  wavelength.  Of  these  two  constraints, 
the  second  is  obviously  the  more  significant.  White  light  may  often  be  treated  as 
quasi -monochromatic  if  the  path  differences,  c  |  r| ,  involved  in  the  experiment  are 
suitably  small.  In  those  circumstances  for  which  the  approximations  above  are 
applicable,  the  mutual  coherence  function  may  be  replaced  by  the  mutual  intensity 
function  F^.Xg): 

r(x1.x2)  =  r12  =  r(x1,x2.o)  .  m 

The  complex  degree  of  coherence  reduces  to  y12(0)  s  Yi2»  and  the  wave  equations 
(4)  reduce  to  the  two  Helmholtz  equations 

"^12  +  ^12  ■  0  <”r  1,2),  (7) 

where  k  is  the  wave  nuinoer. 


Figure  43.  Schematic  Diagram  of 
Fizeau  Interferometer 


ANALYSIS  OF  FIZEAU  INTERFEROMETER 

We  may  now  proceed  to  analyze  the  interferometer  in  Figure  43  from  the  view¬ 
point  of  coherence  theory.  A  source  in  the  £  -plane  will  give  rise  to  a  disturbance 
in  the  x-plane  of  the  form  r(Xj,x2)6  as  described  by  the  van  Cittert-Zemike  theorem. 
The  van  Cittert-Zemike  theorem  says  that  F(x^,x2)  is  the  normalized  Fourier  trans¬ 
form  of  the  source  intensity  distribution.  This  theorem  is  discussed  further  under 
"Investigation  of  Pie-Shaped  Sources  "  (p,  35).  (To  be  as  general  as  possible,  we 
will  make  no  assumptions  about  the  character  of  the  source  here  except  that  it  is 
qua  si -monochromatic,  rfci.xo,  t)  =  r(xi,x2).)  In  the  x-plane  r(X|,x2)  is  multiplied 
by  the  transmission  function  of  the  apertures,  which  we  will  represent  by 

t(x)  -  6(x  +  d)  +  6(x  -  d)  -  6(x  ±  d) 


where  5(x)  is  the  unit  impulse  function.  The  resulting  disturbance  is  passed  through 
a  lens  and  then  propagated,  by  use  of  the  Green's  function  solution  to  the  wave  equa¬ 
tion,  to  the  y-plane.  This  process  may  be  represented  mathematically  by 


x,,x  \ 
1  2J 


l(Xl)  1  (**) 


Substituting  for  t(x1)  t*(x2)  and  simplifying  yields  the  intensity  in  the  y-piane 


IW  =  jj  r(Xl'X2)a(Xl 


±  d\  6( x„ ±  d\  e 


zilSL/x  -x 

f  (  1  2 


dXl  dx2 


Performing  the  integration  yields 


I(y)  =  r(-d,-d)  +  T(d,d) 


+  T(-d,d)  e 


iky 

f 


(2d) 


+  T^d,  -  dj  e 


-jVy 

-f-m 


We  may  then  note  that  T(-d,  -d)  is  just  the  intensity  Jj  at  the  slit  S-^  and  similarly 
T(d,  d)  is  the  intensity  I2  at  slit  So.  Since  the  two  points  xj  and  x2  must  be  indistin¬ 
guishable,  r(-d,d)  is  equal  to  r(d,  -d)  and  we  may  write 


I(y) 


h+h*  2r!2  C0S 


2kyd 

f 
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where  represents  the  mutual  coherence  function  for  points  Si  and  .  Substitut¬ 
ing  from  Eq.  (3)  in  the  above  yields  the  result  quoted  in  Section  VII  (p.  35). 


I(y)  =  !  + 12+  2>/!p2v12cos 


2kdy 

f 


For  othe*'  approaches  to  this  problem  see  Refs.  1,  7,  and  8. 
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APPENDIX  II 


COMPUTER  PROGRAM  FOR  PIE  -SHAPED  SOURCES 


Below  is  the  actual  computer  program  written  for  the  IBM  7094-II  computer 
system  (Fortran  II)  under  this  contract.  The  program  computes  the  fringe  contrast 
in  a  Michelson  stellar  interferometer  arising  from  a  distant  cone-shaped  source. 
The  input  specifies  the  cone  angle,  angular  distribution,  and  relative  intensities  of 
three  intensity  zones  in  the  radial  direction.  The  output  is  the  normalized  value  of 
|-y^9l  as  a  function  of  cone  orientation  and  slit  separation. 


C  CALCULATION  OF  FRINGE  CONTKAST,  I.E.  MUTUAL  COHERENCE  FUNCT IUN 

C  FOR  I  O'  DEGREE  CONE* SHAPED  SOURCES  ALLOWING  FOR  WEIGHTING  OF  THREE 

C  SEGMENTS  RADIALLY  AND  VARIABLE  DISTRIBUTION  IN  THETA  DIRECTION 

C  SIZE  OF  INPUT  MAY  NOT  EXCEED  200  X  35 

DIMENSION  PHI ( 50) ,F<  35) » THETA! 3  5 ) , WI200) ,C ( 35 )  ,R { 200 ) , WR( 200 ) , X l 35 
2,200) ,CY(35,20C) ,SY( 35,200) ,FMCR(200) ,FMCI ! 200 ) ,F MOD! 200) 

I  READ  INPUT  TAPE  5, 10.UELR ,DELTH ,DELW 
10  FORMAT { 3F6 . 4 ) 

READ  INPUT  TAPE  5,20,WGTFCN 
20  FORMAT ( F  8 . 4 ) 

READ  INPUT  TAPE  5 , 30 , I  PH  I , I TH ,  I  W 
30  FORMAT  (313) 

READ  INPUT  TAPE  5 , 20 , ( PH  I  ( K )  , K  =  1 , I  PHI ) 

READ  INPUT  TAPE  5,20,  (F(N)  ,  N=*l  ,  I  TH) 

WRITE  OUTPUT  TAPE  6,40 

40  F0RMAT(37H1CALCULATI0N  OF  FRINGE  CONTRAST  41391) 

WRITE  OUTPUT  TAPE  6 , 50, DE LK , DE L TH , OE L W 
50  FORMAT! 1 1HODELTA  RHU=F 6. 4, 1 2HDE L TA  THE TA=F6 .4 , l 2H0ELT A  0MEGA=F6.4> 
WRITE  OUTPUT  TAPE  6,60,WGTFCN 

60  FORMAT ( 49H0WE IGHTI NG  CONSTANT  FOR  INNER  AND  OUTER  SEGMENTS=F8. 4 ) 
WRITE  OUTPUT  TAPE  6,70 
70  FORMAT! 21HIANGULAK  DISTRIBUTION) 

KK  =  l 

THETA! 1 ) =- .0873&. 5*DELTH 
DO  100  N=2 , I TH 

100  THETA(N)=THETA(N-l)6DELTH 
WRITE  OUTPUT  TAPE  6,80 
80  FORMAT! IH0,/13X,5H THETA, 9X» 9HANG. 01  ST .  ) 

WRITE  OUTPUT  TAPE  6 , 90 , { THl  TA ( N ) , F ! N) , N= 1 , 1 TH ) 

90  FORMAT! 1H0,2( 10X.F8.4) ) 

W ( l)=0. 

"0110  M=2, IW 
110  W(M)=W(M-1  JCDELW 
R( 1 )=DELR/2. 

R ( 200) =199.5*DELK 
00  120  K=2, 199 
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120  R  (  K  )  =R  (  K—  1  )£DELR 
00  121  K=  1 »  5 

121  WRIK )=R(K )*WGTFCN*DELTH*DELR 
DO  122  K=6, 195 

122  WR(K)=R(K)*UELTH*DELR 
00  123  K=196, 200 

12  3  MR ( K )=R C  K ) *WGTFCN*OEL TH*DELR 
1000  00130  N=1 »  ITH 
130  C!N)=CUSF( THETA(N)-PHI !KK) ) 
00  140  K  =  1 » 200 
00  140  N  =  l, ITH 
140  X(N,K>=k(K )»C(N)*6. 28318 
MM  =  1 

2000  00  150  K= 1,200 
00150  N=  1 »  ITH 
ARG=W(MM)*X(N,K) 
CY(N,K)=COSF( AKG)*F (N) 

150  $Y(N,KI=SINF(AKG)*F(N) 

FMCR ( MM  )  =0 . 

FMC I ( MM  )  =0  . 

00  155  K=  1 » 200 
DO  155  N  =  2  *  I TH 
S Y l 1 , K ) =  SY (  1,K)£SY!N»K) 

155  CYI  1,K)=CY(  1,KKCY(N,K) 


0U160  K= 1,200 

FMCK ( MM ) =FMCK ( MM ) £C Y ( 1 ,K)*Wk!K) 

160  FKC  I  (MM  )  =F MC  I  (  MM  )  uSY(  1  »tO  *WK  {  K) 

FMUO ( MM ) = ( FMGR ( MM ) **2  EF ML  I < MM ) * *2  )**.5 
I  F (  IW-MM ) 3  000, 3000,1 7U 
170  MM  =  MM£  1 

GO  TO  2000 

3000  WHITE  OUTPUT  TAPE  6 , 2 00, PH l < KK ) 

200  FORMAT! 26H1 MUTUAL  COHERENCE  F UNt T I  ON , 15 X , 4HPH I  =  F8 . 4 ) 
FN0RM  =  FM00 (  1  ) 

DO  205  K  =  1 ,  I W 
205  FMULMK  )=FMOD(K)/FNORM 

WRITE  OUTPUT  TAPE  6,210, (W(K)  ,F  MOL>(  K )  ,  K= 1 , 1 M) 

210  FORMAT! 1H0, 2! 10X,P 8.4)) 

IF! IPHI-KK  >4000,4000,22  0 
220  KK=KK£1 

GO  TO  1000 
4000  GO  TO  1 
END 
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APPENDIX  m 


SPECIFICATIONS  FOR  FRINGE  DETECTOR 

Construction  drawings  for  the  electronic  fringe  detector  are  given  in  Figures 
44  (front  view)  and  45  'fop  and  side  views).  The  component  specifications  are  as 
follows  (letters  refer  to  letters  on  figures): 

A.  Variable  Separation  Apertures 

B.  24  in.  F.L.  Positive  Lens 

C.  Adjustable  Focus  Control 

D.  40  mm  F.  L.  Negative  Lens 

E.  Viewing  Mirror 

F.  10X  Erfle  Viewing  Eyepiece 

G.  Mirror  Position  Control 

H.  Bodine  No.  NSH-12R  Motor  with  Variable  Speed  Control 

I.  Eight-Sided  Silvered  Rotating  Reflector 

J.  Adjustable  Interferometer  Slit 

K.  Slit  Width  Control 

L.  Photo-Tube  Cell  with  E.M.I.  No.  95245  Photomultiplier  Tube 

Other  components  not  shown: 

Baird  Atomic  No.  345  Super  Stable  Power  Supply 
Tektronix  -  No.  547  Scope  with  53 E/54 E  Preamplifier 
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APPENDIX  IV 


GRATING  MODULATION  CHARACTERISTICS 


In  order  to  stuiy  conversion  of  the  field  by  a  grating,  first  consider  a  uniform 
set  of  fringes  described  in  one  dimension  by 

I(x)  =  Io(l  +  a  cos  ujx)  ,  (1) 


where  I(x)  is  the  intensity  at  any  point  x,  I0  is  the  average  intensity,  a  is  a  non- 
dimensional  constant  between  0  and  1  describing  the  fringe  contrast,  u>  is  the  spatial 
fringe  frequency,  and x  is  the  positional  variable.  The  fringe  contrast,  F.C.,  is 
given  by 


F.C. 


_  a  ±  a)  -  (1  -  a)  _ 
'  (1  +  a)  +  (1  -  a) 


(2) 


In  order  to  monitor  the  fringe  contrast  of  a  spatial  fringe  distribution  electron¬ 
ically,  it  is  useful  to  transform  the  spatial  function  into  a  time -modulated  electrical 
signal.  A  pinhole  traveling  at  a  uniform  rate  in  a  direction  perpendicular  to  the 
fringes  would  transmit  an  intensity  I(t),  described  by  a  function  of  the  form 

Iq(1  +  ca  cos  w't)  ,  (3) 


where  c  is  a  constant  between  0  and  1,  a  is  the  fringe  contrast,  t  is  time,  and  u>'  is 
a  frequency.  A  phototube  monitoring  the  transmitted  intensity  would  yield  the  desired 
time -modulated  electrical  signal.  Similarly,  if  a  line  of  pinholes  at  the  same  spatial 
frequency  as  the  fringes  is  properly  aligned  with  the  fringes,  the  transmitted  intensity 
function  will  be  similar  to  that  given  by  Eq.  (3)  and  will  have  an  energy  content  that 
increases  with  the  number  of  pinholes. 

Expanding  to  two-dimensions,  we  see  that  the  pinholes  become  a  transmission 
grating.  If  v  describes  the  grating  frequency  and  v  is  velocity  in  fringes/second, 
the  output  intensity  of  a  moving  grating,  g(vx  -  vt),  is  described  by  a  function  of  the 
form 

I(t)  =  Iq  jl  +  f,(w  -  v)  f2  [g(vx  -  vt),  I(x)]  f 3(A0)  a  cos  u'tj- 

(4) 

=  I  [  1  +  Ha  cos  w'tl  , 
o 

where  I(t)  and  IQ  are  intensities  and  a  represents  the  original  fringe  contrast.  The 
functions  f^(cu  -  v),  f2[g(wc  -  vt),  I(x)] ,  and  13 (A<p)  are  real  numbers  between  0  and 
1  representing,  respectively,  the  frequency  error  between  the  grating  and  the  fringes, 
the  form  of  the  grating  and  the  fringes,  and  alignment  errors. 
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If  the  total  or  a  known  portion  of  the  iight  incident  on  the  grating  is  chopped  and 
this  modulated  intensity  is  monitored  by  a  phototube,  the  resulting  peak-to-peak 
value  of  the  phototube  output  is  a  measure  of  I0  in  Eq.  (4).  The  peak-to-peak  value 
of  *he  phototube  output  due  to  the  grating  movement  is  given  from  Eq.  (4)  by  2I0Ha. 
If  H  is  determined  by  calibration  of  the  instrument,  then  the  fringe  contrast  can  be 
determined  by  comparing  the  voltage  modulation  due  to  chopping  to  the  voltage 
modulation  due  to  the  grating  movement. 

Three  types  of  gratings  were  considered  for  the  fringes  described  by  Eq.  (1). 
These  are  a  grating  vith  a  transmission  of  the  form  g(wx  -  vt)  =  1  +  b  cos  (wc  -  vt), 
a  square-wave  transmission  grating,  and  a  moire  fringe  grating.  The  transmitted 
intensity,  I(t),  is  given  by 


L 

I(t)  =  J  I(x)  g(wc  -  vt)  dx  ,  (5) 

-L 

where  L  is  one-half  the  length  of  the  grating  in  a  direction  perpendicular  to  the 
fringes.  Notice  that  Eq.  (5)  has  the  same  form  as  the  convolution  of  I(x)  and  g(x), 
which  will  be  written  I(x)  *  g(x).  But  the  convolution  of  two  functions  is  equal  to  the 
Fourier  transform  of  the  product  of  the  Fourier  transforms  of  the  two  functions. 

This  may  be  written 


I(x)  *  g(x)  =  I(p)  g(p)  , 


(6) 


v/here  I(p)  is  the  Fourier  transform  of  I(x),  and  is  given  by  I(p)  =  J  e27rl#iX  I(x)dx 
etc.  -°° 

COSINE  GRATING 

If  a  transmission  grati-g  is  described  by  g(vx  -  vt)  =  1  +  b(vx  -  vt),  then 
I  (p)  =  2Iq  sine  2ttuL  +  a  [  I-  sine  L(2ttp  +  u>)  +  L  sine  L(27rp  -  o>)]  J-  (7) 


and 


g(p)  =  2  sine  27rpL  +  b  cos  vt  [  L  sine  L(27rp  +  v)  +  L  sine  L(27rp  -  i')] J-  ,  (8) 
where  sine  x  =  sin  x/x  and  p  is  a  dummy  variable  in  Fourier  transform  space. 
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When  co  does  not  exactly  equal  v,  two  sine  functions  will  overlap,  as  shown  in 
Figure  46.  Since  the  Fine  function  centered  at  co/2x  has  zeros  at  co/27r  ±  1/2L,  etc. , 
and  P  w  (1/2)  [  (co/2tt)  +  (v/2 7r)  ]  ,  we  will  write  the  area  of  overlap  as 


where  A  is 


Btsl(i+s)andcl8 


Figure  46.  Overlap  of  Two  Sine  Functions 


Examining  the  case  where  f(p/27r)  =  L  sine  L(27tp  -  v),  we  have 

O.L.  =  [1  -  (v  -  co)L]  ,  (10) 

where  we  have  normalized  to  the  area  of  one  of  the  sine  functions.  Letting  e  be  the 
error  between  the  two  frequencies  and  n  be  the  number  of  fringes  per  unit  length  and 
noting  that  Eq.  (10)  represents  f(w  -  v)  in  Eq.  (4),  we  rewrite  Eq.  (10)  as 

f(w  -  v)  =  1  -  Len  .  (11) 

Now  we  may  write  I(t)  as 


_ ,  L 

I(t)  =  g(M)  I<M)  =  I  e"^27rX  T Ox)  gOx)  (1  -  Len) 
-L 

~  8IqL  [1  +  0.5  ab(l  -  Len)  cos  vt]  , 


(12) 
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where  the  approximation  has  been  made  that  2L  is  much  greater  than  one  fringe 
width.  Note  that  in  our  calculations  we  have  assumed  that  a  «  b  when  we  evaluated 
Eq.  (9).  Since  for  cj  =  v  the  area  of  overlap  is  the  area  of  the  smaller  of  the  two 
sine  functions,  we  will  approximate  for  small  frequency  errors,  i.e. , 

[  (w/2ir)  -  (t'/2ir)]  «  1/2L,  so  that  Eq.  (12)  becomes 


I(t)  »  8IqL  [  1  +  0. 5  ab  a(l  -  Len)  cos  vt]  (13) 

where  ot  is  the  s.naller  of  the  ratios  of  a  to  b  or  b  *o  a  and,  of  course,  where  L  is 
the  same  for  both  i^e  grating  and  the  fringes,  as  it  will  be  in  any  case  we  consider. 

In  Eq.  (12)  the  dc  component  of  the  transmitted  intensity  is  given  by  8IQL  and 
the  ac  signal,  S,  is  given  by 

S  =  8IQL(0.5)ab(l  -  Len)  cos  vt  .  (14) 

Now  for  a  maximum  signal  we  have 


or 


1  -  2Len 


(15) 


Thus,  given  n  and  monitoring  S  as  a  function  of  L  we  can  determine  e  for  the  purpose 
of  calibrating  the  instrument.  For  maximum  instrument  sensitivity  we  want  S  to  be 
a  maximum;  so  we  have  1  -  Len  =  1/2.  Equation  (12)  fhen  becomes 

I(t)  =  8IqL(1  +  0.25abcosvt)  .  (16) 

In  practice,  of  course,  it  would  be  ideal  if  e  were  so  small  that  S  increased  linearly 
with  L. 

SQUARE -WAVE  GRATING 

Consider  a  square-wave  grating  where  F(x)  is  described  by  Figure  45;  thus 


FfrO 


m  =  n 

V 

L 

m=  -n 


md  +  c 

f  A  e*2m  dx  + 
md  -c 


md  -c 

f  B  e1"2**  dx 
md  +  c 


(17) 
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TRANSMISSION 


2  c 


A 

♦ 

i- 


B - 1  I 

-2d 


-d 


-c  *c 


0  d  2d 


X  -•» 

Figure  47.  Squar  ‘-Wave  Grating 


If  we  let  A  =  1  and  B  =  0,  we  have 


F  (n) 


^  e+i|j27rmd  ^  ^nc  _  e~iii2nc  j 


=  2c  sine  2/i  7tc 


m  =  n 

V 


L-J 

m=  -n 


ei/u27rmd 


m  =  n 

=  2c  sine  2/i7rc 

m=  -n 


(18) 


This  is  an  array  of  delta  functions  whose  magnitudes  are  described  by  2c  sine  2tt^ic 
and  whose  widths  in  Fourier  transform  space  are  described  by  Nd,  which  corresponds 
to  the  L  of  the  cosine  grating.  To  determine  the  modulation,  we  will  compare  the 
energy  in  the  grating  dc  term  (p  =  0)  to  the  energy  in  the  delta  functions  located  at 
p  =  ±  1/d,  which,  in  transform  space,  correspond  to  appropriate  delta  (sine)  functions 
of  the  fringes  if  the  grating  and  the  fringes  are  at  the  same  frequency.  From  Eq.  (18) 
we  see  that  the  magnitude  of  the  dc  term  is  simply  2c .  The  ac  signal  will  have  a 
magnitude  of  2c  sine  2irc/d.  For  c/d  =  0  we  get  100%  modulation,  but  no  energy  passes 
through  the  gracing.  For  c  =  d/2  all  the  energy  passes  through  the  grating,  but  there 
is  no  modulation^  For  d  =  4c  the  modulation  is  sin  (7r/ 2)/(7t/2)  =  2/tt  a  0.637.  Com¬ 
bining  I (p)  with  g()i)  in  accordance  with  Eq.  (6),  we  get  for  d  =  4c 


I(t)  =  4IqLc(1  +  0,637a  cos  vt) 


(19) 


I 

■Es=- 

_ -txjsrz  * 
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For  the  square -wave  grating  in  general  I(t)  is 


I(t) 


41  Lc 
o 


(20) 


Let  the  dimension  of  the  grating  in  a  direction  parallel  to  the  fringes  be  de¬ 
scribed  by  h  and  the  angular  alignment  error  between  the  fringes  and  the  grating  be 
described  by  0.  Notice  that  when  9  is  of  such  a  magnitude  that  one  end  of  a  trans¬ 
mission  slit  in  the  grating  is  aligned  with  a  peak  in  the  fringe  field  and  the  other  end 
is  aligned  with  a  null  or  minimum  there  will  be  no  net  modulation.  If  is  the  length 
of  one  fringe  cycle,  then  one  end  of  the  slit  must  be  displaced  by  i/t  from  the  other 
end.  The  angle  associated  with  this  condition  of  zero  modulation  is  given  by  0O  =  0/2h. 
Under  conditions  of  perfect  alignment  the  transmitted  intensity  for  a  grating 
slit  centered  on  a  fringe  peak  would  be  proportional  to  1  +  a.  The  transmission  of 
thG  slit  is  described  by  a  function  of  the  form 

0! 

T(h)  =  ^  r  (1  +  a  cos  w)  do  *  1  +  a  ,  (21) 


where  we  have  normalized  by  2a;  so  we  can  compare  the  answer  to  the  case  of  perfect 
alignment.  Specifically  in  Eq.  (21)  co  =  (0/6o)( n/2)  =  h6n/L  Similarly,  when  a  slit 
is  centered  on  a  minimum  in  the  fringe  field,  the  transmission  is  of  the  form 


T(h)  =  1  -  a 


siu  a; 
a; 


(22) 


The  observed  fringe  contrast,  F.C. ,  now  is  given  by 


F.C.  a 


^1  +  a  sine  -  ^1  - 


a  sine 


11071^ 

« ; 


1  +  a  sine  +  ^1  -  a  sine 


=  a  sme 


h07T 


(23) 


Thus,  the  measured  fringe  contrast  will  be  in  error  by  a  factor  sine  h07r/0.  This 
adjustment  is  clearly  critical,  as  demonstrated  by  experimental  results  reported 
elsewhere  in  this  report.  Equation  (23)  describes  the  f^(A 0)  ment'oned  in  Eq.  (4) 

Notice  that  when  [see  Eq.  (11)] 


Le  =  1/2N 


(24) 
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there  will  be  no  net  modulation.  We  have,  in  this  case,  an  equation  similar  to  Eq. 
(21)  where  now  o>  =  Le/(l/2N)(7r/2)  =  LcNtt.  The  observed  fringe  contrast  is  de¬ 
scribed  by 

F.C.  o'  a  sine  LeNjr  ,  (25) 

which  is  the  f^(w  -  u)  of  Eq.  (4).  Thus,  the  complete  equation  for  a  square-wave 
grating  in  terms  of  Eq.  (4)  is  given  by  combining  Eqs.  (20),  (23),  anck«(25)  and  may 
be  written  as 


I(t)  =  41  Lc 
'  o 


1  +  sine  sinc  )  sinc  (LeNrr)  a  cos  vt 


(26) 


The  sinc  functions  in  Eq.  (26)  are  plotted  in  Figure  48. 


y  (c)  = 

sinc 

2  7TC 

d  ’ 

x(c)  = 

2c 

d 

y  (h)  = 

sinc 

h  9  7T 

l  ' 

x(h)  = 

he 

l 

y(L)  = 

sinc 

Len7r  , 

x(L)  = 

Len 

Figure  48.  Variation  of  Modulation  Index  vs  Slit  Width  (2c), 
Slit  Height  (h),  and  Grating  Length  (L) 
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MOIRE  FRINGE  GRATING 


Whpn  two  gratings  are  superimposed  each  other  such  that  the  planes  of 
the  two  gratings  are  parallel  to  each  other,  a  set  of  fringes  is  formed  whose 
frequency  is  a  function  of  the  frequencies  of  each  of  the  two  gratings  and  of  the 
angle  formed  by  the  slits  of  the  two  gratings.  When  the  angle  is  0,  the  moire 
fringe  frequency  is  a  function  only  of  the  difference  between  the  frequencies  of 
the  two  gratings.  This  frequency  will  increase  as  the  angle  between  the  two 
gratings  increases. 

Starting  with  the  gratings  perfectly  aligned,  0  =  0,  then  the  frequency  of  the 
moire  fringes,  f,  is  given  by 

f2  =  vl  +  v2~  2  cos  6viv2  »  (27) 

where  v ^  and  v9  are  the  frequencies  of  the  two  gratings.  When  v^  =  vn  =  v,  then 
we  have1 

f2  =  2v2(1  -  cos  0)  .  (28) 

If  vi  =  v2  and  one  of  the  gratings  is  moved  at  a  velocity  V  in  a  direction  such  that 
the  frequency  of  the  moire  fringes  does  not  change  but  the  fringes  move  in  a  direction 
perpendicular  to  themselves,  the  velocity  V'  of  the  moire  fringe  movement  is  given 

by 


V'  = 


V 

sin  0 


(29) 


This  phenomenon,  described  by  Eq.  (29),  can  be  employed  to  achieve  large  move¬ 
ments  of  the  moire  fringes  with  smaller  movements  of  one  of  the  gratings. 

The  use  of  the  moire  fringe  for  a  modulation  grating  then  has  two  principal 
advantages:  (a)  the  frequency  may  be  continuously  adjusted  in  accordance  with  Eq. 
(28)  and  (b)  the  total  grating  area  required  to  give  the  same  number  of  cycles  of 
modulation  can  be  reduced  in  accordance  with  Eq.  (29). 

RELATIVE  MERITS  OF  GRATINGS 

Since  the  square-wave  transmission  grating  was  considered  in  the  greatest 
detail  and,  in  general,  such  gratings  are  easily  obtained,  this  type  of  grating  was 
elected  for  the  original  experiments.  Although  cosine  gratings  can  certainly  be 
ibricated  to  some  degree  of  accuracy  by  properly  exposing  film  to  a  uniform  cosine 
fringe  pattern,  me  multitude  of  nonlinearities  in  such  a  procedure  would  make  the 
fabrication  of  an  accurate  grating  comparatively  difficult.  This  observation,  coupled 
with  the  fact  that  large,  accurate,  relatively  inexpensive  square-wave  gratings  can 
be  obtained  quickly,  indicates  the  advantage  of  the  square-wave  grating.  In  addition, 
the  square  wave  is  less  sensitive  to  small  grating  frequency  errors,  as  can  bf  seen 
by  comparison  of  Eq.  (11)  with  Eq.  (25).  For  both  gratings  operating  at  50%  trans¬ 
mission  (d  =  4c  for  the  square-wave  grating  and  the  cosine  grating  is  described  by 
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1  +  cos  vx)  the  square-wave  grating  gives  a  modulation  of  0.  637  and  the  cosine 
grating,  a  modulation  of  0. 5.  The  moire  fringe  grating  has  a  continuously  variable 
frequency  and  requires  less  grating  area  for  equal  results.  However,  the  adjust¬ 
ment  and  use  of  this  grating  is  more  tedious. 


EXPERIMENT 


EXPERIMENTAL  PROCEDURE 

A  schematic  of  the  experimental  setup  is  shown  in  Figure  49.  With  a  viewing 
lens  placed  at  V,  the  20-line/cm  square-wave  grating  was  rotated  in  a  direction 
perpendicular  to  the  fringes  produced  by  two  200 pi  pinholes  placed  approximately 
0. 3  cm  apart.  Lens  L2  was  adjusted  along  the  axis  of  the  optical  system  until  the 
fringes  and  the  grating  formed  an  array  of  squares  such  that  the  grating  and  the 
fringes  were  approximately  at  the  same  frequency.  The  grating  was  then  rotated 
to  be  approximately  parallel  to  the  fringes  formed  by  the  pinholes.  L2  and  the 
grating  rotation  were  then  alternately  adjusted  until  the  moire  fringe  pattern  dis¬ 
appeared  (i.  e. ,  the  dimension  of  the  grating  was  much  less  than  one-half  a  cycle 
of  the  moire  fringes). 


CLL 


CLL  —  Collimated  Gas  Laser  Light 

PH  —  Pinholes,  200 pi  Diameter, 

0. "  Cm  Apart 

L1  —  48 -In. -Focal-Length  Posi¬ 
tive  Lens 


V  —  Optical  Viewing  Lens  System 

P  —  5819  RCA  Phototube  with 
Electronics 

D  —  Aperture  in  Front  of 
Phototube 


Lg  —  Negative  Lens  Movable  to  Adjust  Fringe  Frequency 

G  —  20-Line/Cm  Square-Wave  Transmission  Grating  with  Slits  and  Fringes 
of  Equal  Width;  Adjustable  in  Rotation  and  x  and  y  Directions 


Figure  49.  Experimental  Setup 
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MODULATION  INDEX 


The  viewer  was  then  replaced  by  a  phototube  and  the  recording  meter  was 
adjusted  to  zero  when  the  pinholes  were  blocked  off.  The  grating  was  then  moved 
perpendicular  to  the  fringes  and  the  maximum  and  minimum  readings  of  the  meter 
were  recorded.  The  maximum  and  minimum  readings  were  taken  for  several 
rotational  positions  of  the  grating  about  the  aligned  position  for  each  of  several 
apertures,  D.  The  diameter  of  the  central  diffraction  spot  of  one  of  the  200  p  pin¬ 
holes  was  about  1cm. 

The  experimental  results  are  plotted  m  Figures  50  and  51.  The  readings,  in 
degrees,  are  the  values  recorded  from  the  rotational  scale  attached  to  the  grating. 
Ideal  alignment  was  about  40  deg.  Here  the  modulation  index  represents  the  appar¬ 
ent  fringe  contrast,  a.  This  number  decreased  in  accordance  with  f3(A0)  in  Eq. 

(4)  as  the  grating  was  rotated.  The  modulation  increased  in  accordance  with 
f^w  -  v)  of  Eq.  (4)  as  smaller  and  smaller  sampling  areas  were  used. 


Figure  50.  Rotation  of  Grating  vs  Modulation  Index 


Figure  51.  Sampling  Aperture  vs  Modulation  Index 


DISCUSSION  OF  RESULTS 

Equation  (23)  describes  the  modulation  as  a  function  of  rotation  of  the  grating 
and  predicts  a  decreased  modulation  as  the  grating  is  misaligned.  However,  this 
modulation  decrease  is  for  the  case  where  the  fringe  field  is  of  uniform  intensity. 
This  did  not  apply  in  our  experiment,  where,  in  some  cases,  the  entire  Airy  disc 
was  sampled  and  the  intensity  clearly  was  not  uniform.  Similarly,  Eq.  (25)  de¬ 
scribes  the  modulation  as  a  function  of  L  and  predicts  a  decreased  modulation  as 
L  is  increased  for  e  >  0  under  conditions  of  a  uniform  fringe  field.  Although  a 
direct  correlation  of  theory  with  this  experiment  is  not  possible  until  the  theory 
has  been  expanded  to  include  nonuniform  intensities,  a  good  general  correlation 
between  theory  and  experiment  can  be  observed. 

One  result  of  this  experiment  was  that  a  very  high  percentage  of  the  energy 
that  passed  through  the  pinholes  was  recorded  in  the  phototube.  This  turned  out 
to  be  an  important  factor  in  the  over-all  sensitivity  of  the  final  f  ringe -contrast 
measuring  device.  Figure  50  shows,  as  expected,  that  the  sensitivity  to  angular 
alignment  becomes  less  critical  as  D  is  decreased  because  the  slit  height,  h,  in 
Eq.  (23)  has  been  decreased.  Little  change  was  observed  (see  Figure  51)  as  D 
was  increased  beyond  1  cm  because  essentially  all  the  energy  was  contained  in  the 
Airy  disc,  which  had  a  diameter  of  approximately  1  cm. 
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